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ALL INDIA INSTITUTE OF MEDICAL SCIENCES, PATNA  
(An Autonomous body under MoHFW, Govt. of India) 

 

 

     TENDER NO AIIMS/Pat/Tender/microbiology /Lab/2016/225  DATED: 14/10/2016 

 

 

 

TENDER DOCUMENT  

 

 

For 

 

 

SETTING UP LABORATORY FOR  

 

 

DEPARTMENT OF MICROBIOLOGY , AIIMS PATNA  

 

 

 
DATE OF ISSUE OF TENDER FORM WITH DOCUMENT  : From 14/10/2016 

DATE & TIME FOR SUBMISSION OF TENDER DOCUMENT  : From 14/10/2016 to 17/11/2016 14:00 hrs 

DATE OF PRE-BID MEETING                           : On 23/10/2016 on 15:00 hrs 

DATE & TIME FOR OPENING OF TENDER DOCUMENT  : On 17/11/2016 at 15:30 noon  
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ALL INDIA INSTITUTE OF MEDICAL SCIENCES, PATNA 
(An Autonomous body under MoHFW, Govt. of India) 

 

No. AIIMS/Pat/Tender/microbiology/Lab/2016/225    Dated: 14/10/2016 
άbh¢L/9 Lb±L¢LbD ¢9b59w Chw {9¢¢LbD ¦t [!.hw!¢hw¸Ϧ 

 
All India Institute of Medical Sciences, Patna (AIIMS, Patna) invites bids for setting up of Laboratory for 
Department of MICROBIOLOGY, of AIIMS Patna from reputed companies/ firms/individuals/ societies etc. 
those are in the business for the last five years. Accordingly, sealed tenders are invited latest by 
17/11/2016 up to 14:00 noon. 
 
2. Complete Tender Document may be obtained from the office of the Faculty-in-charge-Procurement, 
AIIMS, Phulwarisharif, Patna, Bihar - 801505 on all working days from 03.00 PM to 5.00 PM from 
14/10/2016 to 17/11/2016, by depositing a Demand Draft for Rs. 1500.00 payable at Patna and drawn in 
ŦŀǾƻǳǊ ƻŦ ά!LLa{Σ tŀǘƴŀέΦ Lǘ Ŏŀƴ ŀƭǎƻ ōŜ ŘƻǿƴƭƻŀŘŜŘ ŦǊƻƳ ǘƘŜ ǿŜōǎƛǘŜ ƻŦ !LLa{Σ tŀǘƴŀ 
www.aiimspatna.org. The bidders using the tender form downloaded from the website shall enclose a 
5ŜƳŀƴŘ 5ǊŀŦǘ ŦƻǊ wǎΦ мΣрллΦлл ǇŀȅŀōƭŜ ŀǘ tŀǘƴŀ ŀƴŘ ŘǊŀǿƴ ƛƴ ŦŀǾƻǳǊ ƻŦ ά!LLa{Σ tŀǘƴŀέΦ  
 
3. The interested Companies/Firms/Agencies may send their bid complete in all respect along with 
Earnest Money Deposit (EMD) of Rs. 1,50,000/- (Rupees One Lakh Fifty Thousand only) in the form of 
Demand Draft issued in favour of AIIMS, Patna, drawn on any scheduled bank payable at Patna and other 
requisite documents to the undersigned duly superscripted ά.ƛŘ ŦƻǊ ¢ŜƴŘŜǊ bƻ 
AIIMS/Pat/Tender/microbiology/Lab/2016/225 before 14.00 hrs on 17/11/2016. The bids received after 
this deadline shall not be entertained under any circumstances whatsoever.  
 
NOTE: The EMD and Tender Fee draft should be put in the envelope containing Technical Bid failing 
which the tender shall be rejected forthwith. 
 
4. The sealed envelopes are to be deposited in the tender box placed at the office of Faculty-in-charge-
Procurement AIIMS, Patna or may be sent through registered/speed post addressed to The Faculty-in-
charge-Procurement, All India Institute of Medical Sciences, Phulwarisharif, Patna ς 801505. Bids sent by 
COURIER will not be entertained. 
 
5. Bids will be opened on 17/11/2016 at 15.30 hrs in the presence of bidders or their authorized 
representatives who wish to participate in the bidding process. If the opening date happens to be a closed 
day/holiday, the tender will be opened on the next working day. 
 
6. Any future clarification(s) and / or corrigendum(s) shall be communicated by the Faculty-in-charge-
Procurement through the website www.aiimspatna.org. 
 
7. Director, AIIMS, Patna reserves the right to amend or withdraw any of the terms and conditions 
contained in the Tender Document or to reject any or all tenders without giving any notice or assigning 
any reason. The decision of the Director, AIIMS, Patna in this regard shall be final. 

 
Faculty-in-charge-Procurement 

http://www.aiimspatna.org/
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GENERAL INSTRUCTIONS TO THE TENDER 

 
мΦ ¢ƘŜ ǘŜƴŘŜǊ ƛǎ ά¢ǿƻ .ƛŘ  ŘƻŎǳƳŜƴǘΦ ¢ƘŜ ǘŜŎƘƴƛŎŀƭ ōƛŘ ǎƘƻǳƭŘ Ŏƻƴǘŀƛƴ ŀƭƭ ǘƘŜ ǊŜƭŜǾŀƴǘ 
information and desired enclosures in the prescribed format along with Earnest Money Deposit 
(EMD). The financial bid should contain only commercial. In case, any bidder encloses the 
financial bid within technical bid, the same shall be rejected summarily. 
 
2. The tender Document can be downloaded from the website of AIIMS Patna i.e. 
www.aiimspatna.org. The Technical bid must accompany with the tender fee of Rs. 1,500/-in 
form of Demand Draft in favour of AIIMS Patna. The tender document fee is non refundable, non-
adjustable and non-transferable and is payable through a demand draft on any scheduled bank 
ŘǊŀǿƴ ƛƴ ŦŀǾƻǳǊ ƻŦ ǘƘŜ ά!LLa{ tŀǘƴŀέ ǇŀȅŀōƭŜ ŀǘ tŀǘƴŀ. 
 
3. The Tenders should be typewritten or handwritten but there should not be any overwriting or 
cutting. Correction, if any, shall be made by neatly crossing out, initialling, dating and rewriting. 
The name and signature of bidders authorized person should appear on each page of the 
application. All pages of the tender document shall be numbered and submitted as a package 
along wƛǘƘ ŦƻǊǿŀǊŘƛƴƎ ƭŜǘǘŜǊ ƻƴ ŀƎŜƴŎȅΩǎ letter head. 
 
4. The Contracts concluded as a result of this Tender InǉǳƛǊȅ ǎƘŀƭƭ ōŜ ƎƻǾŜǊƴŜŘ ōȅ ǘƘŜ άTerms & 
CoƴŘƛǘƛƻƴǎέ and other relevant instructions as contained in this Tender Document. 
 
5. The prices/rates quoted should be indicated in words as well as in figures. 
 
6. Bidders are requested to quote their prices on a firm & fixed basis for the entire period of the 
Contract. Bids of the firms received with prices quoted on variable basis shall be rejected 
straightaway. 
 
тΦ vǳƻǘŀǘƛƻƴǎ ǉǳŀƭƛŦƛŜŘ ōȅ ǎǳŎƘ ǾŀƎǳŜ ŀƴŘ ƛƴŘŜŦƛƴƛǘŜ ŜȄǇǊŜǎǎƛƻƴǎ ǎǳŎƘ ŀǎ άǎǳōƧŜŎǘ ǘƻ ǇǊƛƻǊ 
ŎƻƴŦƛǊƳŀǘƛƻƴέΣ άǎǳōƧŜŎǘ ǘƻ ƛƳƳŜŘƛŀǘŜ ŀŎŎŜǇǘŀƴŎŜέ ŜǘŎΦ ǿƛƭƭ ōŜ ǘǊŜŀǘŜŘ ŀǎ ǾŀƎǳŜ ƻŦŦŜǊǎ ŀƴŘ 
rejected accordingly. 
 
8. Bidders are requested to enclose a copy of their valid certificate of PAN No., TAN No, 
Sale Tax/VAT No. /Service Tax No. or any other document as requested by the Institute with their 
tender. 
 
9. Tenders received without Tender Fee and EMD amount by way of demand draft in favour of 
AIIMS, Patna will not be considered at all. 
 
10. Refund of Earnest Money Deposit: The EMD submitted by unsuccessful bidders shall be 
returned to them without any interest whatsoever, within 15 to 90 days after conclusion of the 
contract with successful bidder. The EMD submitted by successful bidders shall be returned to 
them after the successful bidder deposits the performance security according to conditions 
stipulated in the bid document. 
 
11. Bidders may note that if the date of tender opening given in this Tender Document is declared 
to be a gazetted holiday, the tender shall be opened on the next working day at the same timing. 
In such an event the closing hours for receipt of tenders in AIIMS will stand automatically 
extended up to 14.00 hours of the next working day in the Government offices. 
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12. The Prospective bidders may visit the site and physically inspect/ survey the department in 
college premises as per the drawing enclosed before submitting the tender. 
 
13. Late/delayed tenders received in AIIMS due to any reason whatsoever will not be accepted 
under any circumstances. 
 
14. At any time prior to date of submission of tender, Tender Inviting Authority may, for any 
reason, or decision, modify the terms & conditions of the tender document by a corrigendum 
displayed on the website of AIIMS Patna (www.aiimspatna.org). In order to provide reasonable 
time to take the amendment into account in preparing their bid, Tender Inviting Authority may 
or may not, at his discretion, extend the date and time for submission of tenders. 
 
15. Tendering firms are at liberty to be present or authorize a representative to be present at the 
opening of the tender at the time and date as specified in the Schedule.  
The name and address of the representative authorized to attend the opening of the tender on 
behalf of a tendering firm should be indicated in the tender. The representative so deputed 
should also bring with him a letter of authority from the firm for having been authorized to be 
present at the time of opening of tender. Only one representative per firm shall be permitted 
to attend the opening of the tender.  
The name and address of permanent representative of the firm, if any, should also be indicated 
in the tender. Representatives of firms who have not submitted the tender or representatives 
not possessing authority letter from the bidders or outsiders shall not be allowed to attend the 
tender opening process. 
 
16. DOCUMENTS COMPRISING THE BID: 
 
The bids prepared by the bidder shall comprise of (1) The Technical Bid and (2) Financial 
Bid: 
 
TECHNICAL BID: - To qualify in the Technical bid the firm should have the minimum eligibility 
criteria; the firm in this regard should submit the following documents ς 
 
(a) Duly filled format of Technical Bid as per !ƴƴŜȄǳǊŜ άмέ. 
 
(b) Copy of constitution or legal status of the sole proprietorship/ firm/company etc. 
 
(c) Financial status: - The annual turnover of the firm should not be less than Rs. 1 Crore per 
annum. Copies of profit & loss account and balance sheets for the last three years should be 
enclosed. 
 
(d) The technical bid should be accompanied by Demand drafts for bid security of the amount 
equal to sum of EMD amount as mentioned against each item applied for (refundable). 
 
(e) Copy of Income Tax Return Filed Acknowledgements for last Three years. 

(f) Copy of PAN Card. 
 
(g) Copy of Sales tax/VAT registration certificate. 
 
(h) The bidder must have adequate experience for supply/ execution of similar work in Govt. 
offices/ PSUs and other similar organizations. Necessary supporting documents like work orders 
for last five years to this effect must be submitted along with the offer. 
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FINANCIAL BID: - The financial bid shall contain: 
 
(a) Price Bid Form [as per Annexure ς 2] 
 
17. SUBMISSION OF BIDS 
 
17.1 SEALING AND MARKING OF BIDS: The bidder shall wax seal the Technical and Financial Bids 
in separate envelopes and keep them in a bigger wax sealed envelope. The Technical Bid shall 
ōŜŀǊ ǘƘŜ ƴŀƳŜ ά¢9/IbL/![ .L5 hC ¢ŜƴŘer No. AIIMS/Pat/Tender/microbiology/Lab/2016/225έ 
on the envelope, while the Financial Bid shall ōŜŀǊ ǘƘŜ ƴŀƳŜ άCLb!b/L![ .L5 ƻŦ ¢ŜƴŘŜǊ bƻΦ 
AIIMS/Pat/Tender/microbiology/Lab/2016/225έ ƻƴ ǘƘŜ ŜƴǾŜƭƻǇŜ ŦƻǊ ŀǾƻƛŘƛƴƎ ŀƴȅ ƳƛǎƳŀǘŎƘΦ 
 
17.2 The bigger envelope containing technical and financial bids in separate envelopes shall 
be: 
 

(a) Addressed at the following address:  
Faculty-in-charge-Procurement,  
All India Institute of Medical Sciences,  
Medical College Building, 
 Phulwarisharif,  
Patna ς 801 505. 

 
(b) All ǘƘŜ ŜƴǾŜƭƻǇŜǎ ǎƘŀƭƭ ōŜŀǊ ǘƘŜ ¢ŜƴŘŜǊ ƴŀƳŜΣ ǘƘŜ ǘŜƴŘŜǊ ƴǳƳōŜǊ ŀƴŘ ǘƘŜ ǿƻǊŘǎ α5h bh¢ 
ht9b .9Chw9  όŘǳŜ ŘŀǘŜ ϧ ǘƛƳŜύΦ 
 
(c) The envelopes shall indicate the name and address of the bidders to enable the bid to be 
returned unopened in case it is decƭŀǊŜŘ ΨƭŀǘŜΩ or rejected. 
 
(d) Bids shall be delivered in person and shall be dropped in the tender box placed in the office 
of the Faculty-in-charge-Procurement, AIIMS Patna or shall be sent by Registered/Speed Post. 
Bids sent by COURIER will not be entertained. The Purchaser shall not be responsible if the bids 
are delivered elsewhere. 
 
(e) Venue of Tender Opening: Tender will be opened in the office of the Faculty-in-charge-
Procurement, AIIMS Patna at 12.30 hrs on the due date. If due to administrative reason, the 
venue/ time of bid opening is changed, it will be displayed prominently on the notice board of 
the Institute as well as in the office of the Faculty-in-charge-Procurement, AIIMS Patna. 
 
18. BID PRICES: 
 
18.1 The bidder shall give the total composite price inclusive of all levies and taxes (inclusive of 
VAT). The basic unit price and all other components of the price need to be individually indicated 
against the goods it proposed to supply under the contract as per price schedule 
given in Annexure-2. The offer shall be firm in Indian Rupees only. No foreign exchange will be 
made available by the purchaser. 
 
18.2 Prices indicated on the Price Schedule shall be entered in the following manner: 
 
(i) The price of the goods shall be quoted in total (inclusive of all taxes and levies) for each item. 
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(ii) The bidder shall quote only one price for each item and if more than one price is quoted under 
different options the rate quoted by him in the first option only will be valid and will be taken for 
evaluation for all the items given in schedule of requirement. 
 
18.3 The prices quoted by the bidder shall remain fixed during the entire period of contract and 
shall not be subject to variation on any account. A bid submitted with an adjustable price 
quotation is likely to be treated as non-responsive and rejected. 
 
18.4 The unit price quoted by the bidder shall be in sufficient detail to enable the purchaser to 
arrive at prices of the items offered. 
 
18Φр ά5L{/h¦b¢έΣ ƛŦ ŀƴȅΣ ƻŦŦŜǊŜŘ ōȅ ǘƘŜ ōƛŘŘŜǊǎ ǎƘŀƭƭ ƴƻǘ ōŜ ŎƻƴǎƛŘŜǊŜŘ unless they are 
specifically indicated in the price schedule. Bidders desiring to offer discount shall therefore 
modify their offers, suitably while quoting and shall quote clearly net price taking all such 
factors like Discount, free supply, etc. into account. 
 
18.6 The price approved by the Faculty-in-charge-Procurement for procurement will be inclusive 
of levies and taxes, packing, forwarding, freight and insurance as mentioned in para 13.1 above. 
Break up in various heads like Custom duty, Excise duty, Sales Tax, Insurance freight and other 
taxes paid/payable as per clause 13.2 is for the information of the purchaser and any changes in 
the taxes shall have no effect on the price during the scheduled delivery period. 
 
19. TECHNICAL EVALUATION: 
 
19.1 Purchaser shall evaluate the technical bids to determine whether they are complete, 
whether required sureties have been furnished, whether the documents have been properly 
signed and whether the bids are generally in order. 
 
19.2 Prior to the financial evaluation, the Purchaser will determine the substantial responsiveness 
of each bid to the Bid document. For purposes of these clauses, a substantially responsive bid is 
one, which conforms, to all the terms and conditions of the Bid Documents without material 
deviations. The Purchaser's determination of bid's responsiveness is to be based on the contents 
of the bid itself without recourse to extrinsic evidence. 
 
19.3 A bid determined as substantially non-responsive will be rejected by the Purchaser and shall 
not subsequent to the bid opening be made responsive by the bidder by correction of the 
nonconformity. 
 
19.4 Bidders who have been shortlisted after technical evaluation will be required to permit their 
plans through drawings; photographs & illustration vide power point presentation. 
Technical evaluation committee may reject any tender if not found suitable as per the 
requirements of the Institute. 
 
20. FINANCIAL EVALUATIONS AND COMPARISON OF SUBSTANTIALLY TECHNICAL RESPONSIVE 
BIDS: 
 
20.1 The purchaser shall shortlist those who are eligible and have submitted substantially 
technical responsive bid for opening of financial bid after their successful demonstration. 
Successful Bidders would be called to attend opening of financial bids. The Financial Bids of 
unsuccessful bidders would not be opened and destroyed. 
 



Page 7 of 47 
 

20.2 Arithmetical errors shall be rectified on the following basis. If there is a discrepancy between 
the unit price and total price that is obtained by multiplying the unit price and quantity, the unit 
price shall prevail and the total price shall be corrected by the Purchaser. If there is a discrepancy 
between words and figures, the amount in words shall prevail. If the Supplier does not accept the 
correction of the errors, his bid shall be rejected. 
 
20.3 The evaluation and comparison of responsive bids shall be done on the price of the goods 
offered inclusive of Levies & Taxes i.e., Sales Tax, VAT & Excise Duty, packing, forwarding, freight 
and insurance etc. as indicated in the Price Schedule in annexure-άнέ ƻŦ ǘƘŜ .ƛŘ 5ƻŎǳƳŜƴǘ ōǳǘ 
exclusive of octroi/ entry tax which will be paid extra as per actual, wherever applicable. 
 
20.4 The Purchaser may waive any minor infirmity or non-conformity or irregularity in a bid which 
does not constitute a material deviation, provided such waiver does not prejudice or affect the 
relative ranking of any bidder. 
 
21. AWARD OF CONTRACT: PLACEMENT OF ORDER 
 
The Purchaser shall consider placement of orders for commercial supplies on those bidders 
whose offers have been found technically, commercially and financially acceptable and whose 
goods type have been approved/ validated by the purchaser. The Purchaser reserves the right to 
counter offer price(s) against price(s) quoted by any bidder. 
 
22. PERFORMANCE BANK GUARANTEE & EXECUTION OF CONTRACT: 
22.1 Firm whose offer is accepted will have to furnish Performance Bank Guarantee of an amount 
equal to 10% of the value of contract, in favour of AIIMS Patna issued by any scheduled bank. 
 
22.2 The performance Bank Guarantee submitted should be valid for 3.5 Years (42 Months). 
 
22.3 The Performance Bank Guarantee shall be refunded within 15 to 90 days after completion 
of the contract as per order, or after the expiry of contract on satisfactory completion of the same 
whichever is later. 
 
22.4 No interest will be paid on Performance Bank Guarantee/ Earnest Money Deposit. 
 
22.5 In case of breach of any terms and conditions of the contract or on unsatisfactory 
performance, the amount of security deposit shall be liable forfeited by Faculty-in-charge-
Procurement, AIIMS Patna and his decision shall be final 
 
22.6 The expenses of completing and stamping the agreement shall be paid by the bidder. 
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TERMS & CONDITIONS OF THE CONTRACT 
 

1. Manner of Submission of Tender: The bidding should be done on two bid methods viz 
1) Technical Bid & 2) Commercial / Price Bid. The bidders should ensure that the 
Technical bid complete in all respect and containing the required enclosures (attested 
Photocopy) is sealed in a separate envelop and the commercial bid sealed in a separate 
envelop & both the sealed envelopes are kept and sealed in a suitable size of envelop. 
All envelop will be address to The Faculty-in-charge-Procurement, AIIMS, Patna. The 
Sealed Technical bid Envelop of all bidders will be opened first. Only the Commercial 
bids of those who have furnished all the valid documents will be opened. 

 
2. Language: The language of the Tender shall be in English. 

 
3. Documents to Accompany Tender: The Tenderer shall submit the Documents 

mentioned in the clause 16 of General Instructions to the Tender. 
 

4. The bidders must have at least 05 (Five) years experience in this job and credentials of 
Rs. 1 crore annually in this business in the last three years done in any Govt. Hospital 
directly/Govt. Research Institution directly. Credential Certificate in this regard must 
be furnished by the bidders along with their Tender. 

 
5. The firm / agency must have requisite trade and other licenses to do the business of lab 

Furniture & Instrument for which the bid is being made. 
 

6. 9ŀǊƴŜǎǘ aƻƴŜȅ 5ŜǇƻǎƛǘΥ 9ŀŎƘ ¢ŜƴŘŜǊ Ƴǳǎǘ ōŜ ŀŎŎƻƳǇŀƴƛŜŘ ǿƛǘƘ ά9ŀǊƴŜǎǘ aƻƴŜȅ 
5ŜǇƻǎƛǘέ ƛƴ ǘƘŜ ŦƻǊƳ ƻŦ 5ŜƳŀƴŘ 5ǊŀŦǘΣ ŀǎ ƳŜƴǘƛƻƴŜŘ ƛƴ ǘƘŜ bƻǘƛŎŜ Inviting Tender. 

 
7. Forfeiture of Earnest Money:- 

 
a) If the Bidders withdraw their Bids after opening of the same or the successful 

bidders withdraw their Bids after approval of their rates. 
 

b) If the successful bidders fails supply or refused either partial or total offer 
(Acceptance) made by The Faculty-in-charge-Procurement, AIIMS, Patna. 

 
8. Return of Earnest Money:- 
a) After finalization of the Tender, the deposited Earnest Money will be returned back to 
the unsuccessful bidders. 
b) On receipt of Security Deposit, the deposited Earnest Money will be returned back    to 
the successful Bidders. 

9. Deposition of Security Money: - The Selected bidders must deposit the requisite amount of Security 

Money (10% of the approximate value of accepted items) within the stipulated date specified in 

the acceptance letter. The approved firm shall deposit the Security Money in the form of Demand 

Draft/Bank Guarantee payable at Patna duly pledged in favour of AIIMS, PATNA. 

10. Forfeiture of Security Money :-a) In the event of failure to supply or maintain the equipment / 

instruments as per   Work   Order   within   the   stipulated   period,   the   security   deposit   may   be 

forfeited. 
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b) In that event, supply of the said equipment may be taken from the next lowest bidder vide the 

same Work Order at contractors risk and cost without any farther reference, so that the loss 

incurred would be recoverable from the Security Deposit of the said contractor or from any 

sum due of which may become due to the contractors. 

c) If any equipment/ instrument is damaged by the approved firm, cost of the same will be 

deducted from the deposited Security money of the contractor. 

11. Refund of Security Deposit - After successful completion of entire supply and 

period of maintenance Security Deposit will be refunded within the six months 

if not extended for further period. 

12. Submission of Documents:- 

a)     Each Tender must accompany attested photocopy of Pan Card, Trade License, 

Sales   Tax   Clearance   Certificate   /   VAT   Registration    Certificate,   Service   Tax Registration 

Certificate, and Experience Certificate. 

b) The bidder must submit attested photocopy of Income Tax, Sales Tax / VAT and Service Tax return 

of last three years. 

c) In case of SSI/NSIC unit, current SSI/NSIC certificate must be deposited by the bidder along with 

his Tender which is issued in favour of the bidder for this type of jobs the bidder is exempted 

from submitting EMD & Tender Fee. 

d) In case of Co-operative Society Limited, Companies etc. this type of jobs must be included in the 

object of their By-laws or MoA as the case may be. 

13. Submission of the Tender:- 

a)     Bidder at their own cost shall have to submit Tender at the office of Faculty-in-charge-

Procurement,   AIIMS   PATNA    within   the   schedule   date   and   time   as mentioned in the Tender

 Notification No. AIIMS/Pat/Tender/Microbiology/Lab/2016/225 Dated 14.10.2016 

b) The said sealed documental bids will be opened by the Tender Purchase Committee in presence of 

the Bidders or representative of the Bidders who may be present in the opening date & time. 

14. Rates :-a)     Rates should be clearly quoted as per price bid format attached with the tender 

document in respect of each item. All corrections must be initialled. 

b)    Rate should be quoted for all equipment /instrument   in details   as described in the tender schedule 

otherwise tender will be rejected. 

15. In the event of the tender being submitted by a firm, it must be signed separately   by each 
member thereof, or in the event of absence of any partners, it must be signed on his behalf by a 
ǇŜǊǎƻƴ ƘƻƭŘƛƴƎ άtƻǿŜǊ ƻŦ !ǘǘƻǊƴŜȅέ ŀǳǘƘƻǊƛȊƛƴƎ ƘƛƳ ǘƻ Řƻ ǎƻΦ {ǳŎƘ άtƻǿŜǊ ƻŦ !ǘǘƻǊƴŜȅέ ƛǎ ǘƻ ōŜ 
produced with the Tender and in the case of the firm, carried on by one member of Joint Family, 
it must be disclosed that the firm is duly ǊŜƎƛǎǘŜǊŜŘ ǳƴŘŜǊ ǘƘŜ ΨLƴŘƛŀƴ tŀǊǘƴŜǊǎƘƛǇ !ŎǘΩ. 

 
16. Necessary proof as to the financial status of the individual and firm tendering is to be attested 
and submitted. 

 
17. Tender Form with all the relevant papers in details shall be essential part of the Tender. 
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18. Before submission of the Tender, the bidder shall sign each page of his Tender and all of its 
relevant papers with date. The additional alternative and or subtractive clause (if any) shall also 
to be signed by the bidder. 

 
19. Warranty: - The goods/stores/articles/furniture/equipments supplied by result of this 
contract/supply order shall be of the best quality and workmanship and new in all respects and 
shall be strictly in accordance with the specifications and particulars contained /mentioned 
against each item in the tender document/supply order. The seller guarantees that the said 
goods/stores/articles/ furniture/equipments would continue to confirm to the description and 
quality aforesaid for a period of 12 months from the date of delivery/installation of the said 
goods/stores/articles/furniture/equipments to the buyer or 15 months from the date of 
shipment/dispatch from the sellers work, whichever is earlier. 

 
20. Delivery Period: - Delivery period for the supply of lab furniture will be four weeks from the 
date of receipt of supply order. Please note that contract can be cancelled unilaterally by the 
buyer in case items are not received within the contracted delivery period. Extension of 
contracted delivery period will be at the sole discretion of the buyer, with applicability of LD 
clause. 
 
21. Liquidated damages: - In the event of tƘŜ ǎŜƭƭŜǊΩs failure to submit the guarantees and 
documents, supply the stores/goods, installation of furniture, the buyer may at its discretion 
withhold any payment until the completion of the contract. The buyer may also deduct from the 
seller as agreed, liquidated damages to the sum of 0.5% of the contract price of the 
delayed/undelivered stores/services mentioned above for every week of delay or part of the 
week, subject to the maximum value of the Liquidated Damages being not higher than 10% of 
the value of delayed stores. 

 
22. Payments terms:- 100% payment will be made after successful completion of work subject to 
submission of following documents to finance and accounts dept :- 
 
1. Ink signed copy of bill in triplicate. 
 
2. Ink signed copy of commercial invoice 
 
3. Copy of original supply order 
 
4. Inspection note issued by the Microbiology dept. 
 
5. Guarantee/Warranty certificate 
 
6. Performance Bank guarantee 
 
7. DP extension letter if any. 
 
8. Details for electronic payment viz account holder name, bank name, branch name, IFSC   code, 

MICR code. 
 

23. Option Clause: - During the currency of the contract, the buyer (AIIMS Patna) can exercise 
an option to procure an additional 50% of the original contracted quantity in accordance 
with the same terms & conditions of the present contract. This will be applicable within 
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currency of contract. The Bidder is to confirm the acceptance of the same for inclusion in 
the contract. It will be entirely the discretion of the Buyer to exercise this option or not. 

 
24. Repeat Order Clause:- The buyer (AIIMS Patna) can order up to 50% quantity of the items 

under the present contract within six months from the date of supply/successful 
completion of the work, the cost, terms & conditions remaining the same. The bidder is 
to confirm acceptance of this clause. It would be entirely the discretion of the buyer to 
place the repeat order or not. 

 
25. Apportionment of Quantity: If there is apprehension that the L 1 may not have the 

capacity to supply the entire requisite quantity within the defined time the order may be 
placed on L 2, L 3 and so on for the balance quantity at L 1 rates, provided this is acceptable 
to them. The ratio of splitting of supply order will be worked as per the capability of the L 
1 firm. 

 
26. ¢ƘŜ ǉǳŀƴǘƛǘȅ ŀǎ ǇŜǊ ǘƘŜ !ƴƴŜȄǳǊŜ άнέ Ƴŀȅ ōŜ ǊŜǾƛǎŜŘ upward/downward subject to the 

requirement of the Institute. Any minor deviation or variation will bear no financial 
effect. The vendor will work in association with civil contractors of the institute to 
ensure proper connectivity to all fittings and fixtures. 

 
27. a) This is a turnkey contract for setting up of the Laboratory for the Department of 

Pharmacology and any work/items of work essentially required for functioning of Laboratory but 
not included in the BOQ/items of BOQ, shall be deemed to have been included in the rates quoted 
by the vendor/ bidder and shall be executed by the successful vendor/bidder without any extra 
cost. 

b) All items of work/works of electric supply, water supply, plumbing, disposal from the 
source of supply/point of disposal for functioning of laboratory shall be deemed to have been 
included in the rates quoted by the vendor/bidder and shall be executed by the successful 
bidder/vendor without any extra cost. 

c) Any additions/alterations/demolitions/dismantling of existing structures/civil 
works/electrical works/HVAC works/LV works required for setting up of functional Laboratory 
and repair/redoing to original specifications/finishes shall be deemed to have been included in 
the rates quoted by the bidder/vendor and shall be executed by successful bidder/vendor. 

d) All the bidders/vendors are advised to visit the site location/room of the proposed 
Laboratory to ass4ess the requirement before quoting the rates. Even if bidders/vendors do not 
visit the site, it will be considered that bidders /vendors have quoted the rates after assessing the 
correct requirement and no claim whatsoever on this account will be admissible. 

e) In case of any discrepancies/contraindications between two clauses of the 
tender/contract, decision of tender accepting officer of AIIMS Patna shall be final and binding 
 
28. Disputes: - In the event of any dispute or disagreement arising between the contractors and 
ŀƴȅ ƻǘƘŜǊ ŘŜǇŀǊǘƳŜƴǘ ƻŦ !LLa{ tŀǘƴŀ ǿƛǘƘ ǊŜƎŀǊŘǎ ǘƻ ǘƘŜ ƛƴǘŜǊǇǊŜǘŀǘƛƻƴ ƻŦ ά¢ŜǊƳǎ ϧ /ƻƴŘƛǘƛƻƴǎέ 
stipulated herein or in the contract done, the same shall be referred to the Director, AIIMS Patna 
whose decision will be final and binding upon the contractor. 
 
29. Rate must be valid for entire tender period of 120 days, which, if the Institute authority 
desires, may be extended for further period issuing proper notification. 
 
30. Acceptance of lowest tender is not obligatory. 
 
31. The AIIMS Patna reserves all rights to accept or reject any Tender without showing any reason. 
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32. The Tender, submitted by the firm who have already been declared as Black Listed or whose 
contract was terminated for dissatisfactory supply or repairing works or who was unable to 
execute any repairing order in this hospital or in any other Hospital run by the state or central 
government, will not be considered even his being the lowest rate. 
 
33. Regarding Supply and Charges for repairing, Abnormal Low Rate or Abnormal High Rates (in 
comparison to the market Rate) will not be considered. 

 
34. The approved firm, after supplying the equipments, have to deposit the spares (if any) to the 
in-charge of the respective user Department which should be shown clearly in the Service Reports 
duplicate copy of which must be furnished to the AIIMS Store. The repairing bill may be submitted 
after execution of the work order satisfactorily along with the Service Report duly certified by the 
in-charge of the respective user Department. 

 
 
 
 
 
 

  
Faculty-in-charge-Procurement 

SIGNATURE OF THE BIDDER 
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ANNEXURE ñ1ò 
 

TECHNICAL BID FORMAT:  

 

1 Name of the firm/ Society/ Company/ Proprietary Concern 

 

 

2 Address of registered office 

 

 

3 Address of the office at Patna 

 

 

4 Telephone Nos./Fax/E-mail at Patna 

 

 

5 Earnest Deposits money (EMD) Yes/No 

 

 

6 EMD Details 

 

 

FRD/Bank Draft No. 

 

 

Dated 

 

 

Amount (In Figures) 

 

 

Amount (In Words) 

 

 

7 Banker of Company/ Firm/agency with full address (Attach 

certified copy of statement of A/c for the last year) 

Telephone Number of Banker 

 

 

8 PAN / GIR No. (Attach attested copy) 

 

 

9 VAT/SALE TAX Reg. No. (Attach attested copy) 

 

 

10 Service Tax Registration No. (Attach attested copy) 

 

 

11 Details of clients along with address, telephone and Fax 

numbers, Amount of contract, Duration of contract (Attach 

a separate sheet) 

 

 

12 Proof of financial status in form of Audit  Report, Balance  

 

Sheet, Profit & Loss A/c along with all the schedules etc. 

 

 For the last three financial years. Average Annual turnover  

 

of at least Rs. 1 Crore. 

 

 

 

 

13 Acceptance of terms & conditions attached (Yes/No). 

Please sign each page of terms and conditions as token of 

acceptance and submit as part of tender document. 

 

 

14 Have you/your expert physically inspected/ surveyed the 

hospital premises before submitting the tender. (Yes/No) 

 

 

15 Enclose an affidavit duly certified by (enclosed/Not  
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enclosed) the notary at the location of the Agencies/Head 

quarters Patna that the tenderer has never been black listed 

or punished by any court for any criminal offence/breach of 

contract and that no police/vigilance enquiry/criminal case 

is pending. 

 

 

(Signatures of the authorized signatory with seal of tendering firm) 

 

Date:          Name:- 

 

Place:          Address:- 

 

 

 

 

Mob. No. - 
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ANNEXURE ñ2ò 
 

PRICE BID FORM  

 

To, 

The Faculty-in-charge-Procurement, 

AIIMS Patna. 

 

 

Dear Sir, 

 

1.  I/We .......................................................................................submitted the bid for 

Tender No. AIIMS/Pat/Tender/Microbiology/2015 dated 06.04.2015 for ñSet-up of 

Laboratoryò at AIIMS Patna. 

 

2.  I/We thoroughly examined and understood instructions to tenders, scope of work, 

terms & conditions of contract given in the tender document and those contained 

appendix of Terms & Conditions of contract and agree to abide by them. 

 

3.  I/We hereby offer to supply of Lab furnitureôs at the following rates. I/We undertake 

that I/We are not entitled to claim any enhancement of rates on any account during the 

tenure of the contract. 

SL.NO PRODUCT NO DESCRIPTION UNIT 
TOTAL 
QTY 

UNIT 
PRICE IN 

INR 

SUPPLY 
AMOUNT 

INSTALLATION 
AMOUNT 

                

MICROBIOLOGY LAB 1 

                

1 
ISLAND 
BENCH 

13300mmX1500mmX900mm NO 2       

   SIDE FRAME HIGH, 750mm WIDE W/TOP NO 8       

   MIDDLE FRAME HIGH, 750mm WIDE W/TOP NO 36       

   FRONT+BACK SIDE FRAME, HIGH 150cm LONG NO 32       

   U.B.STORAGE CABINET - 750mm X 475mm X 600mm - 
1D/2S 

NO 32       

   U.B.SINK CABINET - 600mm X 475mm X 600mm - 1S NO 8       

   KNEE SPACE PANELS - 750mm NO 32       

   SERVICE BOX  NO 4       

   DECK MOUNT 3 WAY WATER FAUCET  NO 8       

   DECK MOUNT - EYE WASH  NO 8       

   DECK MOUNT  - GAS OUTLET - LPG  NO 13       

   PP SINK-560X355X225mm, SINK OUTLET, BOTTLE TRAP, 
& TAILPIECE ASSEMBLY 

NO 8       

   DRIP RACK/PEG BOARD-600mm X 600mm  NO 8       

   2 TIER REAGENT RACK - 1200mm NO 16       

   2 TIER REAGENT RACK - 900mm NO 4       

   6/16 AMPS  SOCKET, SWITCH & MODULE PLATE 
(NORTHWEST MAKE) 

NO 80       

   16mm THICK BLACK GRANITE WORKTOP MTR 26.66       

                

MICROBIOLOGY LAB 2 

2 WALL BENCH 3100mmX750mmX900mm NO 1       

   SIDE FRAME HIGH, 750mm WIDE W/TOP NO 2       

   MIDDLE FRAME HIGH, 750mm WIDE W/TOP NO 1       

   FRONT+BACK SIDE FRAME, HIGH 150cm LONG NO 2       

   U.B.SINK CABINET - 750mm X 475mm X 600mm - 2S NO 2       

   KNEE SPACE PANELS - 750mm NO 2       

   SERVICE BOX  NO 2       
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   DECK MOUNT  - GAS OUTLET - LPG  NO 2       

   DECK MOUNT 3 WAY WATER FAUCET  NO 2       

   PP SINK-560X355X225mm, SINK OUTLET, BOTTLE TRAP, 
& TAILPIECE ASSEMBLY 

NO 2       

   DRIP RACK/PEG BOARD-600mm X 600mm  NO 2       

   16mm THICK BLACK GRANITE WORKTOP WITH 100mm 
HIGH BACK SPLASH 

MTR 3.1       

                

3 WALL BENCH 7440mmX750mmX900mm NO 1       

   SIDE FRAME HIGH, 750mm WIDE W/TOP NO 2       

   MIDDLE FRAME HIGH, 750mm WIDE W/TOP NO 4       

   FRONT+BACK SIDE FRAME, HIGH 150cm LONG NO 6       

   U.B.STORAGE CABINET - 600mm X 475mm X 600mm - 
1D/1S 

NO 1       

   KNEE SPACE PANELS - 750mm NO 5       

   DECK MOUNT  - GAS OUTLET - LPG  NO 7       

   WALL CABINET - 900mm X 400mm X 600mm - 2S NO 3       

   ELECTRICAL TRUNKING BOX NO 5       

   6/16 AMPS  SOCKET, SWITCH & MODULE PLATE 
(NORTHWEST MAKE) 

NO 10       

   16mm THICK BLACK GRANITE WORKTOP WITH 100mm 
HIGH BACK SPLASH 

MTR 7.44       

                

4 
CORNER 
BENCH 

1050mmX1050mmX900mm NO 1       

   SIDE FRAME HIGH, 750mm WIDE W/TOP NO 2       

   U.B.SINK CABINET - 600mm X 475mm X 600mm - 1S NO 4       

   SERVICE BOX  NO 2       

   DECK MOUNT  - GAS OUTLET - LPG  NO 2       

   DECK MOUNT WATER FAUCET  NO 1       

   PP SINK-560X355X225mm, SINK OUTLET, BOTTLE TRAP, 
& TAILPIECE ASSEMBLY 

NO 4       

   DRIP RACK/PEG BOARD-600mm X 600mm  NO 4       

   16mm THICK BLACK GRANITE WORKTOP WITH 100mm 
HIGH BACK SPLASH 

MTR 1.05       

                

5 WALL BENCH 7570mmX750mmX900mm NO 1       

   SIDE FRAME HIGH, 750mm WIDE W/TOP NO 2       

   MIDDLE FRAME HIGH, 750mm WIDE W/TOP NO 4       

   FRONT+BACK SIDE FRAME, HIGH 150cm LONG NO 5       

   U.B.STORAGE CABINET - 750mm X 475mm X 600mm - 
1D/2S 

NO 5       

   DECK MOUNT  - GAS OUTLET - LPG  NO 7       

   WALL CABINET - 900mm X 400mm X 600mm - 2S NO 2       

   KNEE SPACE PANELS - 750mm NO 5       

   ELECTRICAL TRUNKING BOX NO 5       

   6/16 AMPS  SOCKET, SWITCH & MODULE PLATE 
(NORTHWEST MAKE) 

NO 10       

   16mm THICK BLACK GRANITE WORKTOP WITH 100mm 
HIGH BACK SPLASH 

MTR 7.57       

                

6 
ISLAND 
BENCH 

6100mmX1500mmX900mm NO 2       

   SIDE FRAME HIGH, 750mm WIDE W/TOP NO 8       

   MIDDLE FRAME HIGH, 750mm WIDE W/TOP NO 12       

   FRONT+BACK SIDE FRAME, HIGH 150cm LONG NO 16       

   U.B.STORAGE CABINET - 750mm X 475mm X 600mm - 
1D/2S 

NO 16       

   DECK MOUNT  - GAS OUTLET - LPG  NO 6       

   KNEE SPACE PANELS - 750mm NO 16       

   SERVICE BOX  NO 4       
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   2 TIER REAGENT RACK - 1200mm NO 8       

   2 TIER REAGENT RACK - 900mm NO 2       

   6/16 AMPS  SOCKET, SWITCH & MODULE PLATE 
(NORTHWEST MAKE) 

NO 40       

   16mm THICK BLACK GRANITE WORKTOP MTR 12.2       

                

MICROBIOLOGY PREPERATION ROOM 1 

7 WALL BENCH 4200mmX750mmX900mm NO 1       

   SIDE FRAME HIGH, 750mm WIDE W/TOP NO 4       

   MIDDLE FRAME HIGH, 750mm WIDE W/TOP NO 4       

   FRONT+BACK MIDDLE FRAME, HIGH 130cm LONG NO 4       

   FRONT+BACK SIDE FRAME, HIGH 150cm LONG NO 1       

   U.B.SINK CABINET - 750mm X 475mm X 600mm - 2S NO 1       

   U.B.STORAGE CABINET - 600mm X 475mm X 600mm - 
1D/1S 

NO 2       

   KNEE SPACE PANELS - 750mm NO 2       

   SERVICE BOX  NO 1       

   DECK MOUNT 3 WAY WATER FAUCET  NO 1       

   DECK MOUNT  - GAS OUTLET - LPG  NO 4       

   PP SINK-560X355X225mm, SINK OUTLET, BOTTLE TRAP, 
& TAILPIECE ASSEMBLY 

NO 1       

   DRIP RACK/PEG BOARD-600mm X 600mm  NO 1       

   ELECTRICAL TRUNKING BOX NO 2       

   6/16 AMPS  SOCKET, SWITCH & MODULE PLATE 
(NORTHWEST MAKE) 

NO 4       

   16mm THICK BLACK GRANITE WORKTOP WITH 100mm 
HIGH BACK SPLASH 

MTR 4.2       

                

MICROBIOLOGY WASHING ROOM 1 

8 WALL BENCH 4200mmX750mmX900mm NO 1       

   SIDE FRAME HIGH, 750mm WIDE W/TOP NO 4       

   MIDDLE FRAME HIGH, 750mm WIDE W/TOP NO 4       

   FRONT+BACK MIDDLE FRAME, HIGH 130cm LONG NO 2       

   FRONT+BACK SIDE FRAME, HIGH 150cm LONG NO 2       

   U.B.SINK CABINET - 750mm X 475mm X 600mm - 2S NO 2       

   U.B.STORAGE CABINET - 600mm X 475mm X 600mm - 
1D/1S 

NO 1       

   KNEE SPACE PANELS - 750mm NO 1       

   SERVICE BOX  NO 1       

   DECK MOUNT 3 WAY WATER FAUCET  NO 2       

   DECK MOUNT  - GAS OUTLET - LPG  NO 4       

   PP SINK-560X355X225mm, SINK OUTLET, BOTTLE TRAP, 
& TAILPIECE ASSEMBLY 

NO 2       

   DRIP RACK/PEG BOARD-600mm X 600mm  NO 2       

   ELECTRICAL TRUNKING BOX NO 1       

   6/16 AMPS  SOCKET, SWITCH & MODULE PLATE 
(NORTHWEST MAKE) 

NO 2       

   16mm THICK BLACK GRANITE WORKTOP WITH 100mm 
HIGH BACK SPLASH 

MTR 4.2       

                

TOTAL AMOUNT     

VAT      

SRVICE TAX     

TRANSPORTATION     

GRAND TOTAL     
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SL.NO DESCRIPTION UNIT 
TOTAL 
QTY 

UNIT 
PRICE IN 

INR 

SUPPLY 
AMOUNT 

INSTALLATION 
AMOUNT 

  GAS LINE JOBS REQUIRED IN YOUR LABORATORY:           

I. FOR                         GAS SYSTEM:           

i) Supplying   &   fixing   with   4   way   manifolds   in   Stainless   
Steel 304  grade with     2  + 2  guage  gas Stainless  Steel     
regulators with gas cylinders adopter and flexible pigitails having 
quick change     over      type      etc.,      complete      in      all      
respect. Semi-Autochange  over  system  with   differential  type 
regulator  for LPG and one separate regulator for main line 

1 Set       

ii) Supplying   &   fixing   with   2   way   manifolds   in   Stainless   
Steel 304  grade with     1  + 1  guage  gas Stainless  Steel     
regulators with gas cylinders adopter and flexible pigitails having 
quick change     over      type      etc.,      complete      in      all      
respect. Semi-Autochange  over  system  with   differential  type 
regulator  for LPG and one separate regulator for main line 

1 Set       

iii) Supplying & Laying, testing and commissioning of Seamless 
Stainless    steel.    304    Quality    piping   1"    dia.,    from   the   
gas bank   manifold   main   header   to   the   respective   labs,   
which includes   all   type   of   ferule   type   fitting   turning   
points   like Elbows; coupling; unions; nipples etc. Including 
Painting in Colour code as per Gas 

100 RMT.       

iv) Supply,        Installation,        testing        and        commissioning        of 
Stainless Steel    Needle Valve, for 1" dia. Gas line. 

10 Nos.       

v) Supply,    Installation,    testing    and    commissioning    of    
Flame arrester, for 1" dia. Gas line. 

4 Nos       

vi) Supplying & Fixing of  Single stage stainless steel Gas Pressure    
Regulator    complete    in    all    respect,    to    be provided for 
each individual Island type Tables. 

4 Nos       

vii) Supplying   &   Laying,   testing   and   commissioning   of   
Seamless Stainless  Steel  304     Quality  piping 1/2" dia.,pipe 
inside the respective    laboratory    respective    island    tables    
etc,    which includes      all            type     fitting      turning      
points      like      Elbows; coupling;    unions;    nipples    
etc.Including    Painting    in    Colour code as per Gas. 

200 RMT.       

viii) Supply, Installation, testing and commissioning of Stainless Steel 
Needle Valve, for 1/2" dia. Gas line. 

20 Nos.       

ix) Supply,    Installation,    testing    and    commissioning    of    
Flame arrester, for 1/2" dia. Gas line. 

4 Nos.       

x) Supplying   &  Fixing  of   Imported  High  pressure  breaded  pipe 
in Stainless Steel 304 grade    of 

40 Nos       

  %έ Ȅ лΦтр aŜǘŜǊ Ω[ƻƴƎΣ ŦƻǊ ŀōƻǾŜ ǎŀƛŘ Dŀǎ ǘŀǇǎΦ           

xi) Supplying & Fixing of 2way, 180degree gas taps of Broen make. 30 Nos.       

xii) Supplying  &  Fixing of   1way,   90degree  gas  taps  of   Broen make. 5 Nos.       

xiii) Supplying    &    fixing    of    heavy    duty    type    gas    Burner    in Stainless 
Steel 304 with N.V. & having fine flow control. 

40 Nos.       
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xiv) Providing  heavy   duty   rubber  tubing  industrial  grade with 
Stainless  Steel     clamps from the respective gas taps     to     the     
respective     Burners     having     1     meter length. 

40 Nos.       

              

II Electricals:-           

1 Supplying     and     fixing     of     12Way,     415V,     VTPN,     MCB     DB complete with 
tinned copper bus bar, neutral bus bar, earth bar,   neutral   link   earth   bar,   din   
bar   detachable  gland   plates etc. 

1 Nos.       

2 S/F 'C' series MCB: Supplying and fixing of 40A to 63A rating, 
415V,     'C'     series,     Miniature     circuit     breaker     suitable     
for inductive   load    of    following    poles   in    the    existing    
MCB    DB complete with connections,  testing  and  
commissioning  etc., as required. 

          

(0 32A TPN MCB. 5 Nos.       

3 S/F   'C'   Series   MCB:   Supplying   and   fixing   of   5A    to   32A rating   240V,   C   
series      miniature   circuit   breaker   suitable for   inductive   load   of   the   
following   poles   in   the   existing MCB       DB       complete       with       
connections,       testing       and commissioning, etc, as required. 

          

(0 Single pole 5 Nos.       

4 Supplying    and    drawing    following    sizes    of    FRLS    PVC insulated    copper    
conductor,    single    core   multi    strand cable. 

          

(0 2.5 sq.mm. 200 RMT.       

(ii) 4 sq.mm. 50 RMT.       

5 Supply,        laying        &        fixing        of        XLPE        insulated    pvc sheathed    copper    
conductor    cable    of    1.1kv   grade   on surface /recess   /    cable    duct    /    GI   tray              
with                all required      materials,      the      work   includes      cutting      the wall    /    slab    
/    false    ceiling    and making good the same in   case  of  recessed  and        as   
directed   by     the  engineer incharge of the following. 

          

(0 3C x 4sq.mm. 50 RMT.       

(ii) Copper earthing wire 14G. 40 RMT.       

  PLUMBING & DRAINAGE           

1 Providing   and   fixing   of   1/2"   CPVC   branch   water   lines   l complete 
with fittings. 

50 RMT.       

2 Providing  and  fixing   of   1/2"   ball  valve  for   isolation   purpose 
at the branch entry point of water line. 

5 RMT.       

3 Providing   and   fixing   of    PVC   High   pressure   breaded    pipe 
complete with fittings and connection to the water tap. 

5 RMT.       

  DRAIN LINES           

4 Providing and fixing of  2.5"  HDPE  drain  lines  complete with    
fittings    and    connection    to    the   existing    drain    header 
already available in the labs. 

50 RMT.       

TOTAL AMOUNT     

VAT      

SRVICE TAX     

TRANSPORTATION     

GRAND TOTAL     
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(Signature of Authorised Person)  
 
(Name) 
 
(Designation)  
 
Name of Firm/Company/Agency  
 
Contact Details  

 

 

SEFA 8 M Test Certificate to be submitted along with the tender. Failed to submit the same will 

be disqualified from the tender participation. 
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ANNEXURE ñ3ò 

 
DETAILED TECHNICAL SPECIFICATIONS:  

 
SCOPE OF WORK: Supply of Laboratory Furniture as per the technical specifications and 
layout.  
 
A. Laboratory Furniture  
 
1.1 The Scope of work Includes:  
 
Providing Laboratory furniture solution based on specified make list and international standard 
specifications in line with the BOQ. The responsibility shall include: 
 
Furnishing all laboratory worktops i.e Jet Black Granite work tops and supporting structures including 
delivery to the building, setting in place, levelling and scribing to walls and floors as required and 
Furnishing and installing all filler panels, Leg space panels, with necessary hardware as per standards. 
 
Supply & Installation of all Laboratory Sinks, Cup sinks, Drain troughs etc., as per BOQ and as per standards. 
 
Supply & Installation of service strip supports where specified, and setting in place service structures and 
reagent shelves. 
 
Removal of all debris, dirt and rubbish accumulated as a result of the installation of the laboratory 
furniture to an onsite container provided by others, leaving the premises broom clean and orderly. 
 
1.2 BASIS OF WORK  
 
It is the intent of this specification to use specified make list as the standard of construction for steel 
laboratory furniture. The construction standards of this product line shall provide the basis for quality and 
functional installation. 
 
AIIMS,Patna  reserves the right to reject alternate proposals and to award based on product value where 
such action assures the owner greater integrity of product. 
 
Any deviation from technical specification will not be considered by AIIMS, Patna. 
 
1.3 QUALITY ASSURANCE  
 
The steel laboratory furniture manufacturer shall provide work tops and casework all manufactured & 
shipped with proper packing & should take the full responsibility of the entire scope of works as specified 
in the tender. 
 
(b) General Performance: Furniture shall meet the performance requirements and should follow the 
complete SEFA 8-M 2010 guidelines. 
 
Bidder shall attach the third party test certificates of the furniture systems as per SEFA 8-M 2010 guidelines 
duly certified by SEFA approved laboratory as mentioned on their website within the last 2 years. 
 
 
1.4 SUBMITTALS  
 
Manufacturer's Data: Submit instructions for each type of casework. 
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a)  The Prospective Vendor shall visit AIIMS, Patna Site & the respective Laboratory Furniture Room 
Layout drawing to be submitted in line with BOQ items, after obtaining the respective purchase 
order. 

 
b)  Mock -up Samples : Demonstration/submission of  all the Mock up samples of the following 

Laboratory furniture items having certification of SEFA 8-M 2010 Standards shall be submitted 
along with Technical Bid tender. The Mock up samples shall be common for all tenders of various 
departments of AIIMS, Patna. The Mock up samples shall be reviewed for color, texture, quality 
of workmanship, quality of material used and conformance to the specification of furniture 
required by ALL INDIA INSTITUTE OF MEDICAL SCIENCES PATNA, BIHAR as mentioned in the 
technical specifications (Annexure 3) & BOQ. Any tender received without ALL the following Mock-
up samples as mentioned below within stipulated time and not conforming to the detailed 
technical specifications shall be rejected. 

 
c)        All paperwork including road permits etc. enabling the samples to reach AIIMS, Patna within the 

prescribed time limit set by the tender shall be entirely the Bidders responsibility and scope. 

 
d)  The bidder shall contact the Faculty-in-charge-Procurement for allotting the requisite place for 

installing the Mock up samples.  
 
e) Sample 1:  

One Island Bench with rack 
SIZE: 1200mmL x 1500mmW x 750mmH  
TABLE TOP: 18-20mm Black colour  Granite Work Top to be placed on 4-6 mm thick neoprene 
rubber sheet on top of table frame work. 
C ςFrame - 'C' Frame construction  with 50mm width x 50mm height  and epoxy powder coated 
with self adjusting levellers (Or similar as per detailed technical specifications) (2 nos. per table) 
with back bottom skirting and other structural components. 
 Ψ/Ω ¢¸t9 {ƭƛŘŜŀōƭŜ ¦ƴŘŜǊ .ŜƴŎƘ /ŀōƛƴŜt  
SIZE: Approx 500-600mmL x 500-600mmD x 500 -600mmH, having One Door; One Drawer & One 
Adjustable/Removable shelf with positive locking and post formed rounded side edges with 
aluminium PDC/Stainless steel handles minimum 320mmL Epoxy coated....2 Nos. 
- One Modular type ADJUSTABLE/SLIDEABLE Reagent Rack with 2 shelves having raised edges, 

overall size respective table length x 250mm/300mm W ....1 Nos  
- Removable panel for maintenance for entire table length ... 2 Nos. 
- Electrical/Gas Service panels SLIDEABLE/ADJUSTABLE: size ς 200 mmH x 150 mmW x 

respective table length with removable or interchangeable panels.... 1 set. 
- 9ƭŜŎǘǊƛŎŀƭ tŀƴŜƭǎ tǊƻǾƛŘŜŘ ǿƛǘƘ мbƻΦо aƻŘǳƭŜ tƭŀǘŜ ǿƛǘƘ м ǎǿƛǘŎƘ ϧ м ǎƻŎƪŜǘ сκмс! Χ6Sets  
- aƛƴƛ ±ŜǊǘƛŎŀƭ ǎŜǊǾƛŎŜ ŎƘŀƴƴŜƭ ŎƻƴƴŜŎǘƻǊΧ2No.  
- Drainage gradient should be well adjusted throughout the length and should have horizontal 

supports drainage systems.  

 

f)  Sample 2: 
 One side Bench with rack 
Size: 1800mmL x 750mmW x 750mmH.  
TABLE TOP: 18-20mm Black colour  Granite Work Top to be placed on 4-6 mm thick neoprene 
rubber sheet on top of table frame work. 
C ςFrame - 'C' Frame construction  with 50mm width x 50mm height  and epoxy powder coated 
with self adjusting levellers (Or similar as per detailed technical specifications) (2 nos. Per table) 
with back bottom skirting and other structural components. 
 Ψ/Ω ¢¸t9 {ƭƛŘŜŀōƭŜ ¦ƴŘŜǊ .ŜƴŎƘ /ŀōƛƴŜǘ  
SIZE: Approx 500-600mmL x 500-600mmD x 500 -600mmH, having One Door; One Drawer & One 
Adjustable/Removable shelf with positive locking and post formed rounded side edges with 
aluminium PDC/Stainless steel handles minimum 320mmL Epoxy coated....2 Nos. 
- One Modular type ADJUSTABLE/SLIDEABLE Reagent Rack with 2 shelves having raised edges, 

overall size respective table length x 250mm/300mm W ....1 Nos  
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- Removable panel for maintenance for entire table length ... 2 Nos. 
- Electrical/Gas Service panels SLIDEABLE/ADJUSTABLE: size ς 200 mmH x 150 mmW x 

respective table length with removable or interchangeable panels.... 1 set. 
- 9ƭŜŎǘǊƛŎŀƭ tŀƴŜƭǎ tǊƻǾƛŘŜŘ ǿƛǘƘ мbƻΦо aƻŘǳƭŜ tƭŀǘŜ ǿƛǘƘ м ǎǿƛǘŎƘ ϧ м ǎƻŎƪŜǘ сκмс! Χ6Sets  
aƛƴƛ ±ŜǊǘƛŎŀƭ ǎŜǊǾƛŎŜ ŎƘŀƴƴŜƭ ŎƻƴƴŜŎǘƻǊΧ2No. 
 

g)  Sample 3: 
Island Sink Bench  
Size: 750mmL x 1500mmW x 750mmH.  
TABLE TOP: 18-20mm Black colour  Granite Work Top to be placed on 4-6 mm thick neoprene 
rubber sheet on top of table frame work. 
C ςFrame - 'C' Frame construction  with 50mm width x 50mm height  and epoxy powder coated 
with self adjusting levellers (Or similar as per detailed technical specifications) (2 nos. Per table) 
with back bottom skirting and other structural components. 

- 5ǳƳƳȅ ǘǿƻ ŘƻƻǊǎ ŦƻǊ aŀƛƴǘŜƴŀƴŎŜΧΦ 1Set.  
- Accessories:  
- Polypropylene/polyethylene Sink Size: 550mmL x 450mmW x 30лƳƳ5Χ2No. one on 

each side  
- ²ŀǘŜǊ ŦƛǘǘƛƴƎ ό¢ƘǊŜŜ ǿŀȅ ŦŀǳŎŜǘύΧΦ1No./Sink  
- {ǇƭŀǎƘ DǳŀǊŘ {ƛȊŜΥ мрллƳƳ² Ȅ оллƳƳIΧ1No.  
- D-Type Under Bench Cabinet Approx: Size: 500-600mmL x 500-600mmD x Approx: 500-

600mmH, Having One door, & Dust Bin with positive locking & post formed rounded side 
edges ǿƛǘƘ ŀƭǳƳƛƴƛǳƳ t5/ ƘŀƴŘƭŜǎ ƳƛƴΦ онлƳƳΦ [ŜƴƎǘƘ ŜǇƻȄȅ ŎƻŀǘŜŘΧΦ2Nos. only 
shutter to cover service area and keeping dustbin   

  
h) The above said mock-up Samples should meet Epoxy polyester powder coating Finish and 

Performance Specifications Standards of SEFA-8M 2010, testing details (with chemical 
resistance chart of which shall need to be submitted with the third party test certificate in the 
tender document) 
 

1.5 Warranty  

The selected manufacturer must warrant for a period of three years (starting from date of acceptance or 
occupancy, whichever comes first) that all products sold under the contract referenced above shall be free 
from defects in material and workmanship. During this period, the firm shall be bound to meet all the 
warranty obligations with respect to any manufacturing defects and or maintenance. 
 
1.6 MATERIALS  

General Requirements: It is the intent of this specification to provide a high quality steel cabinet 
specifically designed for the laboratory environment. 
 
(a) Sheet Steel: EDD CRCA Steel conforming to IS Code 513:1994 double skin pass shall be prime grade 
3mm, 2.5mm, 2mm, 1.5mm & 1.2mm roller levelled, and shall be treated at the mill to be free of scale, 
ragged edges, deep scratches or other injurious effects. All raw steel have to be procured from TATA, 
Jindal, SAIL, POSCO steel certificates for the same to be provided. No material used in the supply of 
furniture should be below 1.0 mm thick. 
 

(b)  Glass: If At all Glass is used for framed sliding and swinging doors, it shall be 5 mm thickness float 
glass. Glass used for unframed sliding doors shall be 6 mm thick float glass, or as per specified in drawings 
or specifications. 
 
1.7 Cabinets:  
Drawer and Door Pulls- shall be of Aluminium pressure die cast (PDC) handles OR stainless steel 304 grade 
handles of minimum 320 mm length which shall be Epoxy powder coated.  
Hinges: Hinges shall be of approved make only and compliant with SEFA ςM-2010 standards. 
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Locks: shall be of approved makes of multipurpose type for cabinets with shutters and shall be with 
positive locking arrangement for cabinets with three drawers. Each lock shall come with two keys. Locks 
ǎƘŀƭƭ ōŜ ƻŦ ǎǘŀƴŘŀǊŘ ǉǳŀƭƛǘȅΦ мулɕ ϧ мл ƭŜǾŜǊǎ Ŏŀƴ ƭƻŎƪ ƳŜŎƘŀƴƛǎƳΦ 
Positive Catch: All units to be with self-closing type spring loaded hinges. The hinge should close the doors 

once left at certain angles. No additional catch will be allowed in the units. 
Shelf supports: Shelf support clips shall be powder coated or plated. 
 
Drawer Slides:  Shall be telescopic heavy duty, ball bearing slides of approved makes and shall be CED 
coated Black colour or duly plated. 
 
Legs: {Ƙŀƭƭ ōŜ hƴŜ ǇƛŜŎŜ Ψ/Ω CǊŀƳŜ ŎƻƴǎǘǊǳŎǘƛƻƴ ƻƴƭȅΣ ŘŜŜǇ ŘǊŀǿƴ ƳƻǳƭŘŜŘ ƛƴ ƳƛƴΦ нΦр mm thickness in 
GI steel sheet frame work with 50mm width by 50 mm height and epoxy powder coated with heavy duty 
self adjusting levellers or alternatively be 60mm x x50mm/ or any other suitable tubular section of 
minimum 2400mm2 cross sectional area shall be of minimum 2.5mm thickness. Any section for the legs 
below 2.5mm thickness shall not be acceptable.  All Legs shall have smooth rounded edges for good 
aesthetics and easy cleanability. 
For tables without verticals 150 mm wide by 2mm thick epoxy powder coated channel shall be tied to the 
C frame leg. 
 
 
1.8 CONSTRUCTION 
 
Steel Under  bench / Wall Cabinet Construction:  
 
1.8.1 General:  
(i) The steel furniture shall be of modern design and shall be constructed in accordance with the best 
practices of the Scientific Laboratory Equipment Industry. First class quality casework shall be insured by 
the use of proper machinery, tools, dies, fixtures and skilled workmanship to meet the intended quality 
and quantity for the project. It should ōŜ ƭƛŦǘŜŘ ƻƴ ƭŜƎǎ Ψ/Ω CǊŀƳŜ ǘƻ ƎƛǾŜ ŀƴ Ŝŀǎȅ ŦƭƻƻǊ ŎƭŜaning possibility. 
 
(ii) All cabinet bodies shall be of OVERLAY design with knock down construction and open top. The Body 
(Casing) of the Cabinets shall be fabricated in combination of 2mm, 1.5mm & 1.2mm GI steel sheets only 
casing to be knock down with riveting or Screws. 
 
(iii) All shutter and drawer sides only to be of half round post formed construction to avoid any sharp 
edges and easy clean ability. 
 
(iv) All cabinets shall have a cleanable smooth interior. 
 
(v) All cabinets shall be slideable ƛƴ ǘƘŜ ŜƴǘƛǊŜ ƭŜƴƎǘƘΩǎ ƻŦ ǘƘŜ ǘŀōƭŜΣ and shall be able to slide from one 
table to another when connected and installed in the same line with requisite slide- stoppers at extreme 
ends of the table. Sliding of cabinets shall be at top front end of the cabinet as well as bottom rear  end of 
each slidable cabinet with nylon rollers having  ball bearings.  
 
1.8.2 Steel Gauges : 
 
Gauges of steel used in construction of cases shall be 2mm, 1.5mm & 1.2mm respectively. 
 
1.8.3 Under  bench/wall Cabinets:  
 

(i)  A complete Knock down type storage cabinet construction consisting of cabinet frame 
cover panel metal shutters and drawers support brackets shelves slides and handles. 

(ii)  Knock down/  Full welded Cabinet body is a combination of 2mm & 1.2 mm thick GI steel 
sheets. 

(iii)  Side Cover panels : End side panel and back panel of 1 mm thick GI steel sheets. 
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(iv)  Shutters: Sandwich type metal shutters with infill material shall be of 1mm thick GI 
steel sheets on either sides or 60-70 microns epoxy powder coated. It is available in variety 
of color combinations and can be easily cleaned. 

(v)  Shelves and Drawers: GI steel sheet shelves have a load carrying capacity of 40 kg. 
The overall load carrying capacity of cabinet is 80 Kg of UDL (40 kgs. on each shelf and 40 
kgs. on bottom). The overall load carrying capacity of drawer is 40 kgs, of UDL for a pair 
of slide. 

(vi)  Adjustable/removable shelves to be provided in under bench cabinets. 
 
1.8.4 Vertical Construction:  
Verticals shall be made of CRCA/GI steel sheets, duly epoxy coated for strength, stability and rigidity.  
 

Vertical are having two segment i.e. Single & Double. Verticals shall be 
minimum 150mm x 25mm x 2mmthk to enable sliding in heavy duty 
construction. 

 

Vertical are having groove for knock down assembly of service panel and adjustable 
shelves. Legs are fixed with vertical for stability of tables. Leveller bolts are provided at bottom of 
each vertical for levelling. 

 
 
 
1.8.5 Adjustable  Reagent  Racks/Shelves  Shelves Construction  
Construction of Shelves bracket shall be of CRCA/GI steel sheets with spill stopper edges all around. The 
entire shelves shall be epoxy powder coated. 
 
In case of Island Tables, when two tables are placed back to back, no gap shall be there between the 
reagent shelves, when on one plane. 
 

 Shelves are adjustable at all required working height and toughened glass should be put on over these 
shelves. 
 
1.8.6 REMOVABLE -INTERCHANGABLE Electrical Services Construction  

All the Electrical services channels and service panel in Galvanized steel sheet 1 mm thick duly epoxy 
powder coated. Size : 200mm x 150mm . Electrical Services are in two segments i.e. Vertical & Horizontal 
mounted to Aluminium Vertical Electrical Services are adjustable as per working height and are slidable. 
Electrical Services are having removable/ interchangeable cover panel on both sides with plastic self-
locking strips. Panel key to be provided for removal/interchanging of panels.  
Electrical switch sockets shall be provided of 5/15 amps Splash Proof IP-55 grade of approved make only.  
1.8.7. Sink Table Construction : 
One piece moulded Polypropylene Sink size: 550mm x 450mm x 300mm having bowl under mounted type 
with Granite Work top with spill stopper raised edges of additional 6mm ht. with 3 Way water tap faucet. 
One Piece Acrylic tinted SPLASH GUARDS at least 6mm thick. 
 
1.8.8 Removable panel for maintenance : Epoxy coated panels  min 1mm thick GI steel sheet shall 
be provided in the entire lengths of the table, which shall be removable for  maintenance from the front 
side. 
 
1.8.9 Worktops:  
 
Granite top : shall be 18-20 mm thick, black granite with half round or Chamfered moulding on all sides 
of the exposed edges. 
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1.8.10 Wall/Overhead storage cabinets:  
Cabinets shall be mounted on the Walls with heavy duty anchor fastners. Wall Cabinets shall have one 
Adjustable & Removable Shelf.  
The wall cabinets shall be of open-able glass shutter that is metal framed with lock. 
 
1.9 PERFORMANCE REQUIREMENTS- (Quality Assurance Plan)  
 
Case work of Steel Construction Performance: 
(i)  Base cabinets shall be constructed to support at least a uniformly distributed load of 300 kgs. 
(ii)  Each moulded C frame leg should have a load carrying capacity of 600 kg 
(iii)  Each adjustable and fixed shelf shall support an uniform distributed load of 70 Kg. 
(iv)  All drawers shall operate smoothly, a minimum of 90,000 cycles with an evenly distributed load 

of 40 kg. 
(v)  Swinging doors on floor-mounted casework shall support 50 Kg. Suspended at a point 1 feet from 

hinged side, with door swung through an arc of 90 degrees. Weight load test shall allow only a 
temporary deflection, without permanent distortion or twist. Door shall operate freely after test 
and assume a flat plane in a closed position. 

b)  Epoxy polyester powder coating Finish and Performance Specification: 
 
Epoxy polyester powder coating  Finish: All steel coated surfaces to follow the following testing 
standards 

Sl 

No. 

CHARACTERISTIC  SPECIFICATION METHOD 

USED 

STANDARDS REFERENCES 

1 DFT ( DRY FILM 

THICKNESS 

60-70 

MICRON(min) 

ELCO METER 

OR DFT METER 

ASTM-D 1186-93, IS 

13871:1993 , IS 101 

2 GLOSS AT 600 70 ±5 UNITS GLOSS METER ASTM-D 523-89 

REAPPROVED (1994) 

ISO 2813, DIN-67530, IS 13871:1993 , 

IS 101 

3 SCRATCH 

HARDNESS 

3 Kgs SCRATCH 

HARDNESS 

TESTER 

BS-3900 PART E2 1970 

IS 101 ( PART-5 /SEC-2)1988, 

IS 13871:1993 

4 IMPACT RESISTANCE 275 Kg.cm IMPACT TESTER ASTM-D2794-93 BS-3900 PART E3 

1979, 

IS 101, JISK 5400-1979., IS 13871:1993 

5 CROSS CUT 

ADHESION 

1x1 mm or 

GT=0 

------------- DIN 53151 

ISO 2409 

ASTM 3002 

ASTM 3359 

JISK 5400 1979., IS 13871:1993 
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6 FLEXIBILITY 3.25 mm CYLINDERICAL 

MANDREL 

BENDING 

TESTERS 

DIN-53152, ISO1519 ASTM D522 

BS 3900 PART E1, IS 101 (PART-5 SEC- 

2 ) 1988 

7 ERICHSEN 

CUPPING 

8 mm ERICHSEN 

CUPPING 

TESTER 

JISK-5400-1990 

IS 101 (PART5 SEC2) 1988, 

IS 13871:1993 

8 SALT SPRAY 1000 HOURS SALT SPRAY 

CHAMBER 

IS 101 (PART 6SEC1)1988 

ASTM B117-95, IS 13871:1993 

 

Zinc phosphate deposition rate: 1.1 gm / m2, IS-3618 1966 REAFFIRMED IN 1991 AND IS- 6005 1998. 
Mild steel (CRC): IS-рмо мффп όw9!CCLwa95 Lb мффуύΦ Dw!59 Ψ5Ω hw Ψ55Ω  QUALITY 
 
Performance Test Results (Chemical Spot Tests):  
 
Testing Procedure: Chemical spot tests for non-volatile chemicals shall be made by applying 5 drops 
of each reagent to the surface to be tested and covering with a 1- 1/4" dia. watch glass, convex side down 
to confine the reagent. Spot tests of volatile chemicals shall be tested by placing a cotton ball saturated 
with reagent on the surface to be tested and covering with an inverted 2-ounce wide mouth bottle to 
retard evaporation. All spot tests shall be conducted in such a manner that the test surface is kept wet 
throughout the entire test period, and at a temperature of 77° ±3° F. For both methods, leave the reagents 
on the panel for a period of one hour. At the end of the test period, the reagents shall be flushed from the 
surface with water, and the surface scrubbed with a soft bristle brush under running water, rinsed and 
dried. Volatile solvent test areas shall be cleaned with a cotton swab soaked in the solvent used on the 
test area. Immediately prior to evaluation, 16 to 24 hours after the reagents are removed; the test surface 
shall be scrubbed with a damp paper towel and dried with paper towels. 
 

Test Evaluation: Evaluation shall be based on the following rating system. 
 
Level 0  ς  No detectable change. 
Level 1   ς  Slight change in color or gloss. 
Level 2  ς  Slight surface etching or severe staining. 
Level 3  ς  Pitting, catering, swelling, or erosion of coating. Obvious & 

  significant deterioration. 
After testing, panel shall show no more than three (3) Level 3 conditions. 
 
Test Reagents  

 

Test 

No. 

Chemical Reagent  Test Meth od  

1 Acetate, Amyl Cotton ball & bottle 

2 Acetate, Ethyl Cotton ball & bottle 

3 Acetic Acid, 98% Watch glass 
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4 Acetone Cotton ball & bottle 

5 Acid Dichromate, 5% Watch glass 

6 Alcohol, Butyl Cotton ball & bottle 

7 Alcohol, Ethyl Cotton ball & bottle 

8 Alcohol, Methyl Cotton ball & bottle 

9 Ammonium Hydroxide, 28% Watch glass 

10 Benzene Cotton ball & bottle 

11 Carbon Tetrachloride Cotton ball & bottle 

12 Chloroform Cotton ball & bottle 

13 Chromic Acid, 60% Watch glass 

14 Cresol Cotton ball & bottle 

15 Dichlor Acetic Acid Cotton ball & bottle 

16 Dimethylformanide Cotton ball & bottle 

17 Dioxane Cotton ball & bottle 

18 Ethyl Ether Cotton ball & bottle 

19 Formaldehyde, 37% Cotton ball & bottle 

20 Formic Acid, 90% Watch glass 

21 Furfural Cotton ball & bottle 

22 Gasoline Cotton ball & bottle 

23 Hydrochloric Acid, 37% Watch glass 

24 Hydrofluoric Acid, 48% Watch glass 

25 Hydrogen Peroxide, 3% Watch glass 

26 Iodine Tincture of Watch glass 

27 Methyl Ethyl Ketone Cotton ball & bottle 

28 Methylene Cloride Cotton ball & bottle 

29 Mono Chlorobenzene Cotton ball & bottle 

30 Naphthalene Cotton ball & bottle 

31 Nitric Acid, 20% Watch glass 

32 Nitric Acid, 30% Watch glass 
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33 Nitric Acid, 70% Watch glass 

34 Phenol, 90% Cotton ball & bottle 

35 Phosphoric Acid, 85% Watch glass 

36 Silver Nitrate, Saturated Watch glass 

37 Sodium Hydroxide, 10% Watch glass 

38 Sodium Hydroxide, 20% Watch glass 

39 Sodium Hydroxide, 40% Watch glass 

40 Sodium Hydroxide, Flake Watch glass 

41 Sodium Sulfide, Saturated Watch glass 

42 Sulfuric Acid, 33% Watch glass 

43 Sulfuric Acid, 77% Watch glass 

44 Sulfuric Acid, 96% Watch glass 

45 Sulfuric Acid, 77% and Nitric Acid, Watch glass 

46 Toluene Cotton ball & bottle 

47 Trichloroethylene Cotton ball & bottle 

48 Xylene Cotton ball & bottle 

49 Zinc Chloride, Saturated Watch glass 

 

* Where concentrations are indicated, percentages are by weight. 

The Following Tests need to be performed on Powder coated samples of GI steel sheets of 

150mmx75mmx1mm thick sheets & submitted along with the material at time of dispatch. 

1. DFT Test and its results. 

2. Scratch Test. 

3. Methyl Ethyl Ketone Test ( MEK Test) 

4. Impact Test. 

5. A sample of Bare GI steel of same size and thickness to be submitted along with the Mock-up. 

 
1.10 SERVICE FITTINGS & ACCESSORIES:  
 
Laboratory Service Fittings: Service fittings shall be laboratory grade, and water faucets and valve bodies 
shall be cast red brass alloy or bronze forgings or stainless steel. All fittings shall be powder coated unless 
specified otherwise. 
Service Indexes: fittings shall be identified with service indexes in the following color coding as per EN 
standards. 
 
1.11 INSTALLATION  
 
Preparation: Prior to beginning installation of casework, check and verify that no irregularities exist that 
would affect quality of execution of work specified. 
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Adjust and Clean:  
 
Repair or remove and replace defective work, as directed by owner and/or his representative upon 
completion of installation. 
 
Adjust doors, drawers and other moving or operating parts to function smoothly. 
Clean shop finished casework; touch up as required. 
Clean work surfaces and leave them free of all grease and streaks. 
Casework to be left broom clean and orderly. 
 
Protection:  

Provide reasonable protective measures to prevent casework and equipment from being exposed to other 
construction activity. 
 
Electricals: All electrical wiring in furniture systems including in all laboratories upto main point in 
Vendor scope. 
 
APPROVED MAKE : The following approved make of material/ product for the proposed Lab furniture 
system shall only be used in construction/fabrication and rates shall be quoted in price-bid accordingly. 
No other makes shall be used in supply of Furniture Systems. 
 
APPROVED MAKE OF MATERIALS FOR LABORATORY FURNITURE SYSTEM  

Sl. No.  DESCRIPTION APPROVED MAKE  

1 LABORATORY FITTINGS WATER TAPS WATER SAVER FAUCET (USA) / BROEN 

2 LABORATORY ELECTRICAL SOCKET/SWITCHES-IP  

55 Grade SPLASH PROOF 

AVE/CRABTREE/LEGRAND/NORTHWEST 

3 HINGES HETTICH, HAFFLE, ZIPCO, SS-304, EBCO 

4 LOCKS HETTICH, HAFFLE , EBCO 

5 SLIDE HETTICH, HAFFLE, EBCO 

6 GALVANIZED (ZINC COATED) STEEL TATA/SAIL / JINDAL/ POSCO 

7 ELECTRICAL WIRING. POLYCAB / ANCHOR/FINOLEX 

 
APPROVED MAKE OF MATERIALS FOR FUME HOOD SYSTEM   

DESCRIPTION  

FUME HOOD  

AIR FLOW MONITOR TEL / TROX 

ELECTRICAL SOCKETS (IP55) AVE /CRABTREE 

ELECTRIC MOTOR. CROMPTON / SIEMENS. 

EXAUST BLOWER for Fume Hood SEAT / PLASTIFIER/ K.K. LAB. 

GAS PIPELINE  
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1. Side Bench with Rack (shelf):-  

Description:  

a. TABLE TOP:  16-20 mm    thick    black    colour    granite    work top     to     be     placed     on     at least   4-6 

mm     thick neoprene   rubber   sheet   on   the   top   of   table frame work. 

b. C-frame: Ψ/Ω CǊŀƳŜ   construction  work     with 50mm     width     x     50 mm     height     &     epoxy powder 

coated with self adjusting levellers. (Non tubular construction) (2Nos. Per table within the length 

of 1500mmL) with back bottom skirting and other structural components.  

a. C-Type   Slideable    type  Under  Bench Cabinet Approx Size: 500-600mmL x 500-600mmD x 

500-600mm H, Having One door, One drawer & One Adjustable/ Removable Shelf with  

positive       locking &  post formed  rounded  side edges    with    aluminium    PDC/ Stainless Steel  

handles min.  320 mm.   length       epoxy coated....2Nos.  

b. Modular    type adjustable  Reagent   Rack with  2       Shelves-  having   raised  edges   construction.  

Overall   Size: Respective Table Length 250mm/ 300mmW,   with    heavy duty   shelf ōǊŀŎƪŜǘǎ ΧΦмbƻΦ 

c. Electrical/Gas      Service      panels      adjustable Size:    200mmH    x     150mmW    x    Respective Table                

Length                with                removable/ interchangeable panels.. 1No. 

d. Electrical        Panels        Provided        with        1No.3 Module    Plate    with    1    switch    &    1    socket 

сκмс! ƻŦ ŀǇǇǊƻǾŜŘ ƳŀƪŜΧ н{ŜǘǎΦ. 

e. aƛƴƛ ±ŜǊǘƛŎŀƭ ǎŜǊǾƛŎŜ ŎƘŀƴƴŜƭ ŎƻƴƴŜŎǘƻǊΧ1No. 

f. Single   150mm   x   25mm   x   2000mmH CRCA epoxy powder coated  Verticals as per layout. 

g. wŜƳƻǾŀōƭŜ      ǇŀƴŜƭ      ŦƻǊ      ƳŀƛƴǘŜƴŀƴŎŜ      ŦƻǊ мрллƳƳ [ŜƴƎǘƘ ƻŦ ¢ŀōƭŜΧΦмbƻ 

 

2. Side Bench without Rack (shelf):-  

a. TABLE TOP: 16-20 mm    thick    black    colour    Granite work top     to     be     placed     on     at least   4-6 

mm     thick neoprene   rubber   sheet   on   the   top   of   table frame work. 

b. C-frame: Ψ/Ω CǊŀƳŜ   ŎƻƴǎǘǊǳŎǘƛƻƴ  ǿƻǊƪ     ǿƛǘƘ 50mm     width     x      50mm     height     &     epoxy powder 

coated with self adjusting levellers. (Non tubular construction) (2Nos. Per table within the length 

of 1500mmL) with back bottom skirting and other structural components.  

a. C-Type   Slideable    type  Under  Bench Cabinet Approx Size: 500-600mmL x 500-600mmD x 

500-600mm H, Having One door, One drawer & One Adjustable/ Removable Shelf with  

positive       locking &  post formed  rounded  side edges    with    aluminium    PDC/ Stainless Steel  

handles min.  320mm.   length       epoxy coated....2Nos.  

b. Electrical/Gas      Service      panels      slideable /adjustable Size:    200mmH    x     150mmW    x    Respective 

Table                Length                with                removable/ interchangeable panels..1No. 

c. Electrical        Panels        Provided        with        1No.3 Module    Plate    with    1    switch    &    1    socket 

сκмс! ƻŦ ŀǇǇǊƻǾŜŘ ƳŀƪŜΧ н{ŜǘǎΦ. 

d. aƛƴƛ ±ŜǊǘƛŎŀƭ ǎŜǊǾƛŎŜ ŎƘŀƴƴŜƭ ŎƻƴƴŜŎǘƻǊΧ1No. 

e. Single   150mm   x   25mm   x   2000mmH CRCA epoxy powder coated  Verticals as per layout. 

f. wŜƳƻǾŀōƭŜ      ǇŀƴŜƭ      ŦƻǊ      ƳŀƛƴǘŜƴŀƴŎŜ      ŦƻǊ мрллƳƳ [ŜƴƎǘƘ ƻŦ ¢ŀōƭŜΧΦмbƻ 

3. Island bench with rack (shelf):- 

 TABLE TOP: 16-20 mm    thick    black    colour    Granite work top     to     be     placed     on     at least   4-6 mm     thick 

neoprene   rubber   sheet   on   the   top   of   table frame work. 
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a. C-frame: Ψ/Ω CǊŀƳŜ   ŎƻƴǎǘǊǳŎǘƛƻƴ  ǿƻǊƪ     ǿƛǘƘ 50mm     width     x      50 mm     height     &     epoxy powder 

coated with self adjusting levellers. (Non tubular construction) (2Nos. Per table within the length 

of 1500mmL) with back bottom skirting and other structural components.  

a. C-Type   Slideable    type  Under  Bench Cabinet Approx Size: 500-600mmL x 500-600mmD x 

500-600mm H, Having One door, One drawer & One Adjustable/ Removable Shelf with  

positive       locking &  post formed  rounded  side edges    with    aluminium    PDC/ Stainless Steel  

handles min.  320 mm.   length       epoxy coated....2Nos.  

b. Modular    type adjustable  Reagent   Rack with  2       Shelves-  having   raised  edges   construction. Overall   

{ƛȊŜΥ wŜǎǇŜŎǘƛǾŜ ¢ŀōƭŜ [ŜƴƎǘƘ нрлƳƳκ оллƳƳ²Σ   ǿƛǘƘ    ƘŜŀǾȅ Řǳǘȅ   ǎƘŜƭŦ ōǊŀŎƪŜǘǎ ΧΦмbƻΦ 

c. Electrical/Gas      Service      panels      adjustable Size:    200mmH    x     150mmW    x    Respective Table                

Length                with                removable/ interchangeable panels..1No. 

d. Electrical        Panels        Provided        with        1No.3 Module    Plate    with    1    switch    &    1    socket 

сκмс! ƻŦ ŀǇǇǊƻǾŜŘ ƳŀƪŜΧ н{ŜǘǎΦ 

e. Mini Vertical servƛŎŜ ŎƘŀƴƴŜƭ ŎƻƴƴŜŎǘƻǊΧ1No. 

f. Single   150mm   x   25mm   x   2000mmH CRCA epoxy powder coated  Verticals as per layout. 

g. wŜƳƻǾŀōƭŜ      ǇŀƴŜƭ      ŦƻǊ      ƳŀƛƴǘŜƴŀƴŎŜ      ŦƻǊ трлƳƳ [ŜƴƎǘƘ ƻŦ ¢ŀōƭŜΧΦмbƻ 

4. Island bench with rack (shelf):-  

a. TABLE TOP: 16-20 mm    thick    black    colour    Granite    work top     to     be     placed     on     at least   4-6 

mm     thick neoprene   rubber   sheet   on   the   top   of   table frame work. 

b. C-frame: Ψ/Ω CǊŀƳŜ   ŎƻƴǎǘǊǳŎǘƛƻƴ  ǿƻǊƪ     ǿƛǘƘ 50mm     width     x      50 mm     height     &     epoxy powder 

coated with self adjusting levellers. (Non tubular construction) (2Nos. Per table within the length 

of 1500mmL) with back bottom skirting and other structural components.  

a. C-Type   Slideable    type  Under  Bench Cabinet Approx Size: 500-600mmL x 500-600mmD x 

500-600mm H, Having One door, One drawer & One Adjustable/ Removable Shelf with  

positive       locking &  post formed  rounded  side edges    with    aluminium    PDC/ Stainless Steel  

handles min.  320mm.   length       epoxy coated....2Nos.  

b. Modular    type adjustable  Reagent   Rack with  2       Shelves-  having   raised  edges   construction. Overall   

Size: Respective Table Length 250mm/ 300mmW,   with    heavy duty   shelf bracketǎ ΧΦмbƻΦ 

c. Electrical/Gas      Service      panels      adjustable Size:    200mmH    x     150mmW    x    Respective Table                

Length                with                removable/ interchangeable panels..1No. 

d. Electrical        Panels        Provided        with        1No.3 Module    Plate    with    1    switch    &    1    socket 

сκмс! ƻŦ ŀǇǇǊƻǾŜŘ ƳŀƪŜΧ н{ŜǘǎΦ 

e. aƛƴƛ ±ŜǊǘƛŎŀƭ ǎŜǊǾƛŎŜ ŎƘŀƴƴŜƭ ŎƻƴƴŜŎǘƻǊΧ1No. 

f. Single   150mm   x   25mm   x   2000mmH CRCA epoxy powder coated  Verticals as per layout. 

g. wŜƳƻǾŀōƭŜ      ǇŀƴŜƭ      ŦƻǊ      ƳŀƛƴǘŜƴŀƴŎŜ      ŦƻǊ мрллƳƳ [ŜƴƎǘƘ ƻŦ ¢ŀōƭŜΧΦмbƻ 

5. Island Sink Bench:- 

a. Table top: 16-20 mm    thick    black    colour    Granite    work top     to     be     placed     on     at least   4-6 mm     

thick neoprene   rubber   sheet   on   the   top   of   table frame work. 

b. C-frame: Ψ/Ω CǊŀƳŜ   ŎƻƴǎǘǊǳŎǘƛƻƴ  ǿƻǊƪ     ǿƛǘƘ 50mm     width     x      50 mm     height     &     epoxy powder coated 

with self adjusting levellers. (Non tubular construction) (2Nos. Per table within the length of 1500mmL) 

with back bottom skirting and other structural components.  

a. 5ǳƳƳȅ ǘǿƻ ŘƻƻǊǎ ŦƻǊ aŀƛƴǘŜƴŀƴŎŜΧΦ 1Set.  
b. tƻƭȅǇǊƻǇȅƭŜƴŜκǇƻƭȅŜǘƘȅƭŜƴŜ {ƛƴƪ {ƛȊŜΥ ррлƳƳ[ Ȅ прлƳƳ² Ȅ оллƳƳ5Χ2No. one on each side  
c. Water fitting ό¢ƘǊŜŜ ǿŀȅ ŦŀǳŎŜǘύΧΦ1No./Sink  
ŘΦ {ǇƭŀǎƘ DǳŀǊŘ {ƛȊŜΥ мрллƳƳ² Ȅ оллƳƳIΧ1No.  
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e. D-Type Under Bench Cabinet Approx: Size: 500-600mmL x 500-600mmD x Approx: 500-
600mmH, Having One door, & Dust Bin with positive locking & post formed rounded side 
edges with alumiƴƛǳƳ t5/ ƘŀƴŘƭŜǎ ƳƛƴΦ онлƳƳΦ [ŜƴƎǘƘ ŜǇƻȄȅ ŎƻŀǘŜŘΧΦ2Nos. only 
shutter to cover service area and keeping dustbin   

6. 1 EYE WASH:- 

 a. 2 way bench mounted eye wash 

IN RESEARCH LAB: 

A. Island bench 

a. TABLE TOP: 16-20 mm    thick    black    colour    Granite  work top     to     be     placed     on     at least   4-6 

mm     thick neoprene   rubber   sheet   on   the   top   of   table frame work. 

 b. C-frame: Ψ/Ω CǊŀƳŜ   ŎƻƴǎǘǊǳŎǘƛƻƴ  ǿƻǊƪ     ǿƛǘƘ 50mm     width     x       50 mm   height     &     epoxy powder 

coated with self adjusting levellers. (Non tubular construction) (2Nos. Per table within the length 

of 1500mmL) with back bottom skirting and other structural components.  

a. a. C-Type   Slideable    type  Under  Bench Cabinet Approx Size: 500-600mmL x 500-600mmD x 

500-600mm H, Having One door, One drawer & One Adjustable/ Removable Shelf with  

positive       locking &  post formed  rounded  side edges    with    aluminium    PDC/ Stainless Steel  

handles min.  320mm.   length       epoxy coated....2Nos.  

b. Modular    type adjustable  Reagent   Rack with  2       Shelves-  having   raised  edges   construction. Overall   

{ƛȊŜΥ wŜǎǇŜŎǘƛǾŜ ¢ŀōƭŜ [ŜƴƎǘƘ нрлƳƳκ оллƳƳ²Σ   ǿƛǘƘ    ƘŜŀǾȅ Řǳǘȅ   ǎƘŜƭŦ ōǊŀŎƪŜǘǎ ΧΦмbƻΦ 

c. Electrical/Gas      Service      panels      slideable /adjustable Size:    200mmH    x     150mmW    x    Respective 

Table                Length                with                removable/ interchangeable panels..1No. 

d. Electrical        Panels        Provided        with        1No.3 Module    Plate    with    1    switch    &    1    socket 

сκмс! ƻŦ ŀǇǇǊƻǾŜŘ ƳŀƪŜΧ н{ŜǘǎΦ. 

e. aƛƴƛ ±ŜǊǘƛŎŀƭ ǎŜǊǾƛŎŜ ŎƘŀƴƴŜƭ ŎƻƴƴŜŎǘƻǊΧ1No. 

f. Single   150mm   x   25mm   x   2000mmH CRCA epoxy powder coated  Verticals as per layout. 

g. Removable      panel      for      maintenance      for 120лƳƳ [ŜƴƎǘƘ ƻŦ ¢ŀōƭŜΧΦмbƻ 

 

B. Island    Sink Bench  

a. Table top: 16-20 mm    thick    black    colour    Granite work top     to     be     placed     on     at least   4-6 

mm     thick neoprene   rubber   sheet   on   the   top   of   table frame work. 

b. C-frame: Ψ/Ω CǊŀƳŜ   ŎƻƴǎǘǊǳŎǘƛƻƴ  ǿƻǊƪ     ǿƛǘƘ 50mm     width     x         50 mm height     &     epoxy powder 

coated with self adjusting levellers. (Non tubular construction) (2Nos. Per table within the length 

of 1500mmL) with back bottom skirting and other structural components.  

a. 5ǳƳƳȅ ǘǿƻ ŘƻƻǊǎ ŦƻǊ aŀƛƴǘŜƴŀƴŎŜΧΦ 1Set.  
b. tƻƭȅǇǊƻǇȅƭŜƴŜκǇƻƭȅŜǘƘȅƭŜƴŜ {ƛƴƪ {ƛȊŜΥ ррлƳƳ[ Ȅ прлƳƳ² Ȅ оллƳƳ5Χ2No. one on each 
side  
c. Water fitting (ThreŜ ǿŀȅ ŦŀǳŎŜǘύΧΦ1No./Sink  
ŘΦ {ǇƭŀǎƘ DǳŀǊŘ {ƛȊŜΥ мрллƳƳ² Ȅ оллƳƳIΧ1No.  
e. D-Type Under Bench Cabinet Approx: Size: 500-600mmL x 500-600mmD x Approx: 500-

600mmH, Having One door, & Dust Bin with positive locking & post formed rounded side 
edges with aluminium t5/ ƘŀƴŘƭŜǎ ƳƛƴΦ онлƳƳΦ [ŜƴƎǘƘ ŜǇƻȄȅ ŎƻŀǘŜŘΧΦ2Nos. only 
shutter to cover service area and keeping dustbin   

f. Eye wash: 2 way bench mounted eye wash. 
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C.  Side   Bench With Rack :  

a. TABLE TOP: 16-20 mm    thick    black    colour    Granite  work top     to     be     placed     on     at least   4-6 

mm     thick neoprene   rubber   sheet   on   the   top   of   table frame work. 

b.C-frame: Ψ/Ω CǊŀƳŜ   ŎƻƴǎǘǊǳŎǘƛƻƴ  ǿƻǊƪ     ǿƛǘƘ 50mm     width     x      50 mm    height     &     epoxy powder 

coated with self adjusting levellers. (Non tubular construction) (2Nos. Per table within the length 

of 1500mmL) with back bottom skirting and other structural components.  

a. C-Type   Slideable    type  Under  Bench Cabinet Approx Size: 500-600mmL x 500-600mmD 

x 500-600mm H, Having One door, One drawer & One Adjustable/ Removable Shelf 

with  positive       locking &  post formed  rounded  side edges    with    aluminium    PDC/ 

Stainless Steel  handles min.  320mm.   length       epoxy coated....2Nos.  

b. Modular    type adjustable  Reagent   Rack with  2       Shelves-  having   raised  edges   construction. 

Overall   Size: Respective Table Length 250mm/ 300mmW,   with    heavy duty   shelf brackets 

ΧΦмbƻΦ 

c. Electrical/Gas      Service      panels      slideable /adjustable Size:    200mmH    x     150mmW    x    

Respective Table                Length                with                removable/ interchangeable panels..1No. 

d. Electrical        Panels        Provided        with        1No.3 Module    Plate    with    1    switch    &    1    socket 

сκмс! ƻŦ ŀǇǇǊƻǾŜŘ ƳŀƪŜΧ н{ŜǘǎΦ. 

e. aƛƴƛ ±ŜǊǘƛŎŀƭ ǎŜǊǾƛŎŜ ŎƘŀƴƴŜƭ ŎƻƴƴŜŎǘƻǊΧ1No. 

f. Single   150mm   x   25mm   x   2000mmH CRCA epoxy powder coated  Verticals as per layout. 

g. Removable      panel      for      maintenance      ŦƻǊ муллƳƳ [ŜƴƎǘƘ ƻŦ ¢ŀōƭŜΧΦмbƻ 

D. Side   Bench. Without Rack  

a. TABLE TOP: 16-20 mm    thick    black    colour    Granite work top     to     be     placed     on     at least   4-6 

mm     thick neoprene   rubber   sheet   on   the   top   of   table frame work. 

b. C-frame: Ψ/Ω CǊŀƳŜ   ŎƻƴǎǘǊǳŎǘƛƻƴ  ǿƻǊƪ     ǿƛǘƘ 50mm     width     x       50 mm   height     &     epoxy powder 

coated with self adjusting levellers. (Non tubular construction) (2Nos. Per table within the length 

of 1500mmL) with back bottom skirting and other structural components.  

a. C-Type   Slideable    type  Under  Bench Cabinet Approx Size: 500-600mmL x 500-600mmD x 

500-600mm H, Having One door, One drawer & One Adjustable/ Removable Shelf with  

positive       locking &  post formed  rounded  side edges    with    aluminium    PDC/ Stainless Steel  

handles min.  320mm.   length       epoxy coated....2Nos.  

b. Electrical/Gas      Service      panels      slideable /adjustable Size:    200mmH    x     150mmW    x    Respective 

Table                Length                with                removable/ interchangeable panels..1No. 

c. Electrical        Panels        Provided        with        1No.3 Module    Plate    with    1    switch    &    1    socket 

сκмс! ƻŦ ŀǇǇǊƻǾŜŘ ƳŀƪŜΧ н{ŜǘǎΦ. 

d. aƛƴƛ ±ŜǊǘƛŎŀƭ ǎŜǊǾƛŎŜ ŎƘŀƴƴŜƭ ŎƻƴƴŜŎǘƻǊΧ1No. 

e. Single   150mm   x   25mm   x   2000mmH CRCA epoxy powder coated  Verticals as per layout. 

f. Removable      panel      for      maintenance      ŦƻǊ мрллƳƳ [ŜƴƎǘƘ ƻŦ ¢ŀōƭŜΧΦмbƻ 

3. IN PREPARATION & WASH ROOM: 

A. Side        Bench With           Rack (shelf):   

TABLE TOP: 16-20 mm    thick    black    colour    Granite  work top     to     be     placed     on     at least   4-6 

mm     thick neoprene   rubber   sheet   on   the   top   of   table frame work. 
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b.C-frame: Ψ/Ω CǊŀƳŜ   ŎƻƴǎǘǊǳŎǘƛƻƴ  ǿƻǊƪ     ǿƛǘƘ 50mm     width     x      50mm  height     &     epoxy powder 

coated with self adjusting levellers. (Non tubular construction) (2Nos. Per table within the length 

of 1500mmL) with back bottom skirting and other structural components.  

C-Type   Slideable    type  Under  Bench Cabinet Approx Size: 500-600mmL x 500-600mmD x 500-

600mm H, Having One door, One drawer & One Adjustable/ Removable Shelf with  positive       locking 

&  post formed  rounded  side edges    with    aluminium    PDC/ Stainless Steel  handles min.  320mm.   length       

epoxy coated....2Nos.  

a. Modular    type adjustable  Reagent   Rack with  2       Shelves-  having   raised  edges   construction. 

Overall   Size: Respective Table Length 250mm/ 300mmW,   with    heavy duty   shelf brackets 

ΧΦмbƻΦ 

b. Electrical/Gas      Service      panels      slideable /adjustable Size:    200mmH    x     150mmW    x    

Respective Table                Length                with                removable/ interchangeable panels..1No. 

c. Electrical        Panels        Provided        with        1No.3 Module    Plate    with    1    switch    &    1    socket 

сκмс! ƻŦ ŀǇǇǊƻǾŜŘ ƳŀƪŜΧ н{ŜǘǎΦ. 

d. Mini VertiŎŀƭ ǎŜǊǾƛŎŜ ŎƘŀƴƴŜƭ ŎƻƴƴŜŎǘƻǊΧ1No. 

e. Single   150mm   x   25mm   x   2000mmH CRCA epoxy powder coated  Verticals as per layout. 

f. wŜƳƻǾŀōƭŜ      ǇŀƴŜƭ      ŦƻǊ      ƳŀƛƴǘŜƴŀƴŎŜ      ŦƻǊ муллƳƳ [ŜƴƎǘƘ ƻŦ ¢ŀōƭŜΧΦмbƻ 

 

B.  Side Bench with Rack (shelf):   

TABLE TOP: 16-20 mm    thick    black    colour    Granite  work top     to     be     placed     on     at least   4-

6 mm     thick neoprene   rubber   sheet   on   the   top   of   table frame work. 

b.C-frame: Ψ/Ω CǊŀƳŜ   ŎƻƴǎǘǊǳŎǘƛƻƴ  ǿƻǊƪ     ǿƛǘƘ 50mm     width     x         50mm height     &     epoxy powder 

coated with self adjusting levellers. (Non tubular construction) (2Nos. Per table within the length 

of 1500mmL) with back bottom skirting and other structural components.  

a. C-Type   Slideable    type  Under  Bench Cabinet Approx Size: 500-600mmL x 500-600mmD 

x 500-600mm H, Having One door, One drawer & One Adjustable/ Removable Shelf 

with  positive       locking &  post formed  rounded  side edges    with    aluminium    PDC/ 

Stainless Steel  handles min.  320mm.   length       epoxy coated....2Nos.  

b. Modular    type adjustable  Reagent   Rack with  2       Shelves-  having   raised  edges   construction. 

Overall   Size: Respective Table Length 250mm/ 300mmW,   with    heavy duty   shelf brackets 

ΧΦмbƻΦ 

c. Electrical/Gas      Service      panels      slideable /adjustable Size:    200mmH    x     150mmW    x    

Respective Table                Length                with                removable/ interchangeable panels..1No. 

d. Electrical        Panels        Provided        with        1No.3 Module    Plate    with    1    switch    &    1    socket 

сκмс! ƻŦ ŀǇǇǊƻǾŜŘ ƳŀƪŜΧ н{ŜǘǎΦ. 

e. aƛƴƛ ±ŜǊǘƛŎŀƭ ǎŜǊǾƛŎŜ ŎƘŀƴƴŜƭ ŎƻƴƴŜŎǘƻǊΧ1No. 

f. Single   150mm   x   25mm   x   2000mmH CRCA epoxy powder coated  Verticals as per layout. 

g. wŜƳƻǾŀōƭŜ      ǇŀƴŜƭ      ŦƻǊ      ƳŀƛƴǘŜƴŀƴŎŜ      ŦƻǊ мнллƳƳ [ŜƴƎǘƘ ƻŦ ¢ŀōƭŜΧΦмbƻ 

C. Wall     Sink Bench:  

a. Table top: 16-20 mm    thick    black    colour    Granite    work top     to     be     placed     on     at least   4-6 

mm     thick neoprene   rubber   sheet   on   the   top   of   table frame work. 

b. C-frame: Ψ/Ω CǊŀƳŜ   ŎƻƴǎǘǊǳŎǘƛƻƴ  ǿƻǊƪ     ǿƛǘƘ 50mm     width     x       50 mm   height     &     epoxy powder 

coated with self adjusting levellers. (Non tubular construction) (2Nos. Per table within the length 

of 1500mmL) with back bottom skirting and other structural components.  
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a. 5ǳƳƳȅ ǘǿƻ ŘƻƻǊǎ ŦƻǊ aŀƛƴǘŜƴŀƴŎŜΧΦ 1Set.  
b. Polypropylene/polyethylene Sink Size: 55лƳƳ[ Ȅ прлƳƳ² Ȅ оллƳƳ5Χ1No.  
ŎΦ ²ŀǘŜǊ ŦƛǘǘƛƴƎ ό¢ƘǊŜŜ ǿŀȅ ŦŀǳŎŜǘύΧΦ1No./Sink  
ŘΦ {ǇƭŀǎƘ DǳŀǊŘ {ƛȊŜΥ мрллƳƳ² Ȅ оллƳƳIΧ1No.  
e. D-Type Under Bench Cabinet Approx: Size: 500-600mmL x 500-600mmD x Approx: 500-

600mmH, Having One door, & Dust Bin with positive locking & post formed rounded side 
ŜŘƎŜǎ ǿƛǘƘ ŀƭǳƳƛƴƛǳƳ t5/ ƘŀƴŘƭŜǎ ƳƛƴΦ онлƳƳΦ [ŜƴƎǘƘ ŜǇƻȄȅ ŎƻŀǘŜŘΧΦ2Nos. only 
shutter to cover service area and keeping dustbin   

f. Eye wash: 2 way bench mounted eye wash. 

4. PEG BOARD: Size:    600mm    Height    x    600mmW    with    20-25 draining pegs. 

5. WALL CUPBOARD: Size: 750mmL x 350mmW x 600mmH. 

GAS LINE JOBS REQUIRED IN YOUR LABORATORY: 

FOR   GAS SYSTEM: 

I. Supplying   &   fixing   with   4   way   manifolds   in   Stainless   Steel 304  grade with     2  + 2  guage  gas 
Stainless  Steel     regulators with gas cylinders adopter and flexible pigitails having quick change     over      
type      etc.,      complete      in      all      respect. Semi-Autochange  over  system  with   differential  type 
regulator  for LPG and one separate regulator for main line 

II. Supplying   &   fixing   with   2   way   manifolds   in   Stainless   Steel 304  grade with     1  + 1  guage  gas 
Stainless  Steel     regulators with gas cylinders adopter and flexible pigitails having quick change     over      
type      etc.,      complete      in      all      respect. Semi-Autochange  over  system  with   differential  type 
regulator  for LPG and one separate regulator for main line 

III. Supplying & Laying, testing and commissioning of Seamless Stainless    steel.    304    Quality    piping   1"    dia.,    
from   the   gas bank   manifold   main   header   to   the   respective   labs,   which includes   all   type   of   
ferule   type   fitting   turning   points   like Elbows; coupling; unions; nipples etc. Including Painting in Colour 
code as per Gas 

IV. Supply,        Installation,        testing        and        commissioning        of Stainless Steel    Needle Valve, for 1" dia. 
Gas line. 

V. Supply,    Installation,    testing    and    commissioning    of    Flame arrester, for 1" dia. Gas line. 

VI. Supplying & Fixing of  Single stage stainless steel Gas Pressure    Regulator    complete    in    all    respect,    to    
be provided for each individual Island type Tables. 

VII. Supplying   &   Laying,   testing   and   commissioning   of   Seamless Stainless  Steel  304     Quality  piping 
1/2" dia.,pipe inside the respective    laboratory    respective    island    tables    etc,    which includes      all            
type     fitting      turning      points      like      Elbows; coupling;    unions;    nipples    etc.Including    Painting    in    
Colour code as per Gas. 

VIII. Supply, Installation, testing and commissioning of Stainless Steel Needle Valve, for 1/2" dia. Gas line. 

IX. Supply,    Installation,    testing    and    commissioning    of    Flame arrester, for 1/2" dia. Gas line. 

X. Supplying   &  Fixing  of   Imported  High  pressure  breaded  pipe in Stainless Steel 304 grade    of %έ x 0.75 
Meter ΩLong, for above said Gas taps. 

XI. Supplying & Fixing of 2way, 180degree gas taps of approved make. 
XII. Supplying  &  Fixing of   1way,   90degree  gas  taps  of   approved make. 
XIII. Supplying    &    fixing    of    heavy    duty    type    gas    Burner    in Stainless Steel 304 with N.V. & having fine flow 

control. 
XIV. Providing heavy   duty   rubber tubing industrial grade with Stainless Steel  clamps from the respective gas taps     

to     the     respective     Burners     having     1     meter length. 

ELECTRICAL:  

I. Supplying     and     fixing     of     12Way,     415V,     VTPN,     MCB     DB complete with tinned copper bus bar, neutral 
bus bar, earth bar,   neutral   link   earth   bar,   din   bar   detachable  gland   plates etc. 

II. S/F 'C' series MCB: Supplying and fixing of 40A to 63A rating, 415V,     'C'     series,     Miniature     circuit     
breaker     suitable     for inductive   load    of    following    poles   in    the    existing    MCB    DB complete with 
connections,  testing  and  commissioning  etc., as required. 
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a. 32A TPN MCB. 

III. S/F   'C'   Series   MCB:   Supplying   and   fixing   of   5A    to   32A rating   240V,   C   series      miniature   circuit   breaker   
suitable for   inductive   load   of   the   following   poles   in   the   existing MCB       DB       complete       with       
connections,       testing       and commissioning, etc, as required. 

a. Single pole 
IV. Supplying    and    drawing    following    sizes    of    FRLS    PVC insulated    copper    conductor,    single    core   multi    

strand cable. 
a. 2.5 sq.mm. 

b. 4 sq.mm. 

V. Supply,        laying        &        fixing        of        XLPE        insulated    pvc sheathed    copper    conductor    cable    of    1.1kv   grade   on 
surface /recess   /    cable    duct    /    GI   tray              with                all required      materials,      the      work   includes      cutting      
the wall    /    slab    /    false    ceiling    and making good the same in   case  of  recessed  and        as   directed   by     the  
engineer in charge of the following. 

a. 3C x 4sq.mm. 

b. Copper earthing wire 14G. 

PLUMBING & DRAINAGE 

I. Providing   and   fixing   of   1/2"   CPVC   branch   water   lines   l complete with fittings. 
II. Providing and fixing   of   1/2"   ball valve for   isolation   purpose at the branch entry point of water line. 

III. Providing   and   fixing   of    PVC   High   pressure   breaded    pipe complete with fittings and connection to the 
water tap. 

DRAIN LINES 

Providing and fixing of  2.5"  HDPE  drain  lines  complete with    fittings    and    connection    to    the   existing    drain    
header already available in the labs. 
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ANNEXURE ñ4ò 
 

Format of Experience certificate  
 

Project 

Name 

Name of 

the 

Employer*  

Descriptio

n of work  
Con

tr  

act 

No. 

Value 

of 

Contrac

t (Rs. In 

Lakhs) 

Date of 

issue 

of 

work  

order 

 

Stipulated 

period of  

completion  

Actual date 

Of 

completion  

 

Remarks 

explaining  

reasons for 

delay & work  

completed) 

         

         

         

         

         

 
* Attach certificate(s) of payments. 
 
** Immediately preceding the financial year in which bids are received.  
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ANNEXURE ñ5ò 
DETAILS OF SIMILAR WORKS EXECUTED DURING THE LAST 3 (THREE)YEARS  

 
Name of the Agency.........................................  
 

1 2 3 4 5 6 7 

Contract 

no./Supply  

order No.  

Name of 

Organisation 

 

Description of  

Contract/Supply  

No. of 

Items 

Supplied 

Value Year of 

contract 

Continuing  

(YES/NO)  
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ANNEXURE ñ6ò 

AFFIDAVIT   
(On Non-Judicial Stamp paper of Rs. 100)  

 

I, ____________________________________Son / Daughter / Wife of 
Shri_____________________ resident of _________________________Proprietor/Director authorized 
signatory of the agency/Firm (M/s__________), do hereby solemnly affirm and declare as follows: 
 
1. I am authorised signatory of the agency/firm and is competent to sign this affidavit and execute 
this tender document; 
 
2.  I have carefully read and understood entire tender document including all the terms and 
conditions of the tender and undertake to abide by them;  
 

3.  The information / documents furnished along with the above application are true and authentic 
to the best of my knowledge and belief. I / we, am / are well aware of the fact that furnishing of any false 
information / fabricated document would lead to rejection of my tender at any stage besides liabilities 
towards prosecution under appropriate law.  
 

4.  I/We further undertake that no case/enquiry/investigation is pending with the 
police/court/vigilance or any government body against the Proprietor/Partner/Director etc. as individual 
or against legal entity of the Company /Firm/Agency. 
 
5. I/We  further  undertake  that  none  of  the  Proprietor/Partners/Directors  of  the  Agency/agency  
was  or  is Proprietor or Partner or Director of the Agency with whom the Government have banned 
/suspended/blacklisted business dealings. I/We further undertake to report to the Faculty-in-Charge 
Procurement Cell, AIIMS, Patna immediately after we are informed but in any case not later 15 days, if any 
Agency in which Proprietor/Partners/Directors are Proprietor or Partner or Director of such an Agency 
which is banned/suspended in future during the currency of the Contract with you. 
 

6. I/We further undertake that our firm/company is fulfilling all the terms and conditions/eligibility 
criteria obvious/explicit or implied/implicit recorded anywhere in the tender document. If at any time 
including the currency of the Contract, any discrepancy is found relating to our eligibility or the process of 
award of the contract criteria, this may lead to termination of contract and/or any other action deemed 
fit by the Institute.  
 
 

(Signature of the Bidder) 
Date:          Name: 
Place:           Designation 
Seal of the Agency         Address: 
 
I/We do hereby solemnly declare and affirm that the above declaration is true and correct to the best of 
my knowledge and belief. No part of it is false and noting has been concealed therein. 
 
 

Deponent 
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ANNEXURE ñ7ò 
 

FORMAT FOR BANK GUARANTEE TOWARDS PERFORMANCE SECURITY  
 

(To be executed by any scheduled bank, on a non-judicial stamp paper under bank's covering 
letter mentioning address of the bank) 
 
 
To, 
All India Institute of Medical Sciences, Patna 
Phulwarisharif, Patna ς 801505 
 
In consideration of All India Institute of Medical Sciences, Patna [hereinafter referred to as AIIMS', 
which expression unless repugnant to the context and meaning thereof shall include its 
successors and assigns] having agreed to exempt 
M/s__________________________________________________ [hereinafter referred to as 
'supplier /contractor' which expression unless repugnant to the context and meaning thereof 
shall include its successors and assigns] from depositing with AIIMS a sum of Rs._____________ 
(Rupees _______________________) towards security / performance guarantee in lieu of the 
said contractor having agreed to furnish a bank guarantee for the said sum of Rs. 
___________________ (Rupees ________________________) as required under the terms and 
conditions of contract / work order no dated ________________ [ hereinafter referred as the 
order'] placed by AIIMS on the said supplier /contractor. We,______________ the bank 
[hereinafter referred to as 'the bank' which expression shall include its successors and assigns] 
do hereby undertake to pay AIIMS an amount not exceeding Rs. ____________ (Rupees 
___________________________) on the demand made by AIIMS on us due to a breach 
committed by the said supplier /contractor of the terms and conditions of the contract /order. 
 
1.  We_____________________ the bank hereby undertake to pay the amount under the 
guarantee without any demur merely on a demand from AIIMS stating that there is a breach by 
the supplier / contractor of any of the terms and conditions contained in the order or by the 
reasons of the supplier's / contractor's failure to comply with the terms and conditions as 
stipulated in the order or amendment(s) thereto. The demand made on the bank shall be 
conclusive as to the breach of the terms and conditions of the order and as regard to the amount 
due and payable by the bank under this guarantee, notwithstanding any dispute or disputes 
raised by the said supplier / contractor regarding the validity of such breach and we agree to pay 
the amount so demanded by AIIMS without any demur. However, our liability under this 
guarantee shall be restricted to an amount not exceeding Rs._________________________ 
(Rupees _______________________). 
 
2.  We, the bank further agree that the guarantee herein contained shall remain in full force 
and effect during the period that would be taken for the performance of the said order and that 
it shall continue to be enforceable till the dues of AIIMS under or by virtue of the said order have 
been fully paid and its claim satisfied or discharged or till AIIMS certifies that the terms and 
conditions of the order have been fully and properly carried out by the supplier / contractor and 
accordingly discharge the guarantee. 
3.  We the bank, undertake to pay to AIIMS any money so demanded notwithstanding any 
dispute or disputes raised by the said supplier /contractor in any suit or proceedings pending 
before any court or tribunal relating thereto as our liability under this present being absolute and 
unequivocal. The payment so made by us under this bond shall be valid discharge of our liability 
for payment there under and the said supplier / contractor shall have no claim against us for 
making such payment. 
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4.  We ________________ the bank further agree that AIIMS shall have full liberty, without 
our consent and without affecting in any manner our obligation hereunder to vary any of the 
terms and conditions of the order / contract or to extend time of performance by the said supplier 
/ contractor from time to time or to postpone for any time or from time to time any of the powers 
exercisable by the AIIMS against the said supplier / contractor and to forbear or enforce any of 
the terms and conditions relating to the order and shall not be relieved from our liability by reason 
of any such variation or extension being granted to the 
said supplier / contractor or for any forbearance, act or omission on the part of AIIMS or any 
indulgence by AIIMS to the supplier / contractor or by any such matter or thing whatsoever which 
under the law relating to sureties would but for this provisions have effect of so relieving us. 
 
5.  Our liability under this guarantee is restricted to Rs. ________________ (Rupees 
_________________) and shall remain in force up to ___________ unless demand or claim under 
this guarantee is made on us in writing within 6 months from the date of expiry viz. ________. 
We shall be discharged from all liabilities under this guarantee thereafter. 
 
 6.  This guarantee will not discharge due to change in the constitution in the bank or the said 
supplier / contractor.  
 
7.  The bank hereby agrees to address all the future correspondence in regard to this bank 
guarantee to The Faculty-in-charge-Procurement, All India Institute of Medical Sciences, Patna. 
 
8.  We, _____________ the bank lastly undertake not to revoke this guarantee during its 
currency except with the previous consent of the AIIMS in writing. Signed on the 
_________________ day of _______________ 
 
 
 

         Signature  
For the Bank  
 
Witness:            Name(s) & Designation(s)  
 
Name & Address  
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ANNEXURE ï ñ8ò 
 

BANK GUARANTEE FORM FOR EMD  

 
²ƘŜǊŜŀǎ ψψψψψψψψψψψψψψψψψψψψψψψψψψψψψψ όƘŜǊŜƛƴŀŦǘŜǊ ŎŀƭƭŜŘ ǘƘŜ ά.ƛŘŘŜǊέύ Ƙŀǎ ǎǳōƳƛǘǘŜŘ ƛǘǎ 
quotation dated ___________________ for the supply of 
ψψψψψψψψψψψψψψψψψψψψψψψψψψψψψόƘŜǊŜƛƴŀŦǘŜǊ ŎŀƭƭŜŘ ǘƘŜ άǘŜƴŘŜǊέύ ŀƎŀƛƴǎǘ ǘƘŜ ǇǳǊŎƘŀǎŜǊΩǎ 
tender enquiry No.__________________________________ Know all persons by these presents 
that we ______________________________ of _______________________________ 
όIŜǊŜƛƴŀŦǘŜǊ ŎŀƭƭŜŘ ǘƘŜ ά.ŀƴƪέύ ƘŀǾƛƴƎ ƻǳǊ ǊŜƎƛǎǘŜǊŜŘ ƻŦŦƛŎŜ ŀǘ 
________________________________ are bound unto ____________________________ 
όƘŜǊŜƛƴŀŦǘŜǊ ŎŀƭƭŜŘ ǘƘŜ άtǳǊŎƘŀǎŜǊύ ƛƴ ǘƘŜ ǎǳƳ ƻŦ ψψψψψψψψψψψψψψψψψψ_______ for which 
payment will and truly to be made to the said Purchaser, the Bank binds itself, its successors and 
assigns by these presents. Sealed with the Common Seal of the said Bank this 
_____________________ day of _______ 20____. The conditions of this obligation are: 
 

(1) If the Bidder withdraws or amends, impairs or derogates from the tender in any   
respect within the period of validity of this tender. 

 
(2) If the Bidder having been notified of the acceptance of his tender by the  Purchaser 

during the period of its validity:- 
 

a) fails or refuses to furnish the performance security for the due performance of 
the contract, 

 
or, 
 

b) fails or refuses to accept/execute the contract, 
or, 

c) if it comes to notice that the information/documents furnished in its tender is 
incorrect, false, misleading or forged. 

 
We undertake to pay the Purchaser up to the above amount upon receipt of its first written 
demand, without the Purchaser having to substantiate its demand, provided that in its demand 
the Purchaser will note that the amount claimed by it is due to it owing to the occurrence of one 
or both the two conditions, specifying the occurred condition(s).  
 
This guarantee will remain in force for a period of 45 days after the period of tender validity and 
any demand in respect thereof should reach the Bank not later than the above date. 
 
 
 

(Signature of the authorised officer of the Bank) 
Name and designation of the officer 

Seal, name & address of the Bank and address of the Branch 
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ANNEXURE ï ñ9Aò 
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ANNEXURE ï ñ9Bò 
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ANNEXURE ï ñ9Cò 
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ANNEXURE ï ñ9Dò

 


